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Sample Collection Field Sheet.. . 

US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 1 QC Code:_ Matrix: Water Tag ID: 5511-1-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

. City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: : e Medium High) Date Time{24 hr) 

Latitude: Sample Collection: Start: !Jfl!J!Jl 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductalice, Specific: ....:0=-:....:: =---___ _ umhos/cm;3=-·816 

Dissolved Oxygen: ___..G~,-""6,...,=::;----- mg/Li5'
Temperature : _.~-=-3=:..-.J.__ _1_. • ] _ Deg C 

Turbidity : _.:.:~ ~-- NTUQ ,~-3~1
pH: ---3of:>.u,7_._1_,7F------ su 

Laboratory Analyses: 

Container Preservative · Holding Time Analysis 


4 - 40mL VOA vial 4 Deg C, HCLto pH<2 · 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

r 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
. US EPA Region 7 

Kansas City, KS 

ASR Number: 5511 Sample Number: 2 QC Code:_ Matrix: Water Tag 10: 5511-2-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER ' 

Location Desc: {'lli.U - '31 A= 

Expected Cone: 

Latitude: 

External Sample Number: 

(or Circle One: @ Medium High) 

Sample Collection: Start: 

Date 

iE!Jl 
Time(24 hr) 

Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductahce, Specific : o.~ umhos/cm 

Dissolved Oxygen : 
Temperature : 

Q) t 70 
c;.Q3. 

mg/L 
Deg C 

Turbidity : t!)1 q3. NTU 
pH: --~0~:-~,(~$~----- su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 • 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

I . . 

T; . 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 3 QC Code:_ Matrix: Water Tag ID: 5511-3-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS ~ampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

'f'!l {N- ~ ()E, 
11\W-~Cf-

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: -- Sample Collection: Start: ~_}}l_ ~~:S() 
Longitude: ---- End: _j_j_ - -

Field Measurement 

Parameter Units 
Conductance, Specific : ().~ umhos/cm 

Dissolved Oxygen : /] c3 -z mg/L 
Temperature: 13 ,'Jf'3 Deg C 

Turbidity: 
pH: 

NTU 

Of;~! -Sf• 01'\\vSU 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sam.ple Collection Fh!ld.Sheet 
1 

US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 4 QC Code:_ Matrix: Water Tag ID: 5511-4-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: c9 Medium High) Date· Time(24 hr} 

Latitude: Sample Collection: Start: 1fl_:!j!.!_ Jl'.oa-·
Longitude: End: ___}___}_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : __,.,(2"-'-'-47_,.0=--+--f___ umhos/Cm 

Dissolved Oxygen : 9.tt- mg/L 
temperature : J]t5Z.. Deg C 

Turbidity: _-='1...,..3:£>•a..._____ NTU /. 
pH: G.so su ORP~ ~ -~~ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS ~ (. /

0 9 !Jt{ 11 

.5 SF]) 
ASR Number: 5511 Sainple Number: ;6' QC Code: ED Matrix: Water Tag ID: 5511~-

Project ID: 
Project Desc: 

City: 
Program: 

Site Name: 

BZA72Z01 Project Manager: Brian Zurbuchen 
Garvey Elevator - RI/FS sampling 
Hastings State: Nebraska 
Superfund 
GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU~ 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium High) Date Time{24 hr) 

Latitude: Sample Collection: Start: 17:6()--- !Jri.2:111
Longitude: End: ~~-

Fi.eld Measurement 

Parameter 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: 

Laboratory Analyses: 
Container Preservative Holding Time 

Value Units 
_ 0=-·-<0=-G--"''3::;.____. umhos/em 

)"2-., 't3 mg/L 
!'3.'=t7 Deg C 
O.~~ NTU 

----~~t~S~~------ · su 

Analysis 

4 - 40mL VOA vial 4 Deg C, ~CL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL -· .
• 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 5 QC Code:_ Matrix: Water Tag ID: 5511-5-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: c9 MediUm High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: :li!::l!Jj_ Q:.Q__D 

Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductahce, Specific : 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: 

umhos/cm 
mg/L 
Deg C 
NTU 

su Oflp ; -'lQ \ '\ 

9&fo3 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4- 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

,, 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
' . US EPA Region 7 

Kansas City, KS 

ASR Number: 5511 Sample Number: 7 QC Code:_ Matrix: Water Tag ID: 5511-7-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

Expected Cone: 

~~t.,:;al Sample Number: 

(or Circle 0~~8Hi~h) 
~ 
Date 

?iJr JVIAl-3<'>A 
l' fr eo I\ 

Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: .lJE-Ll 1~:55 
Longitude: jl End: _}_}_· -·

Field Measurement 


Parameter Value Units 

Conductance, Specific: D·biG umhos/cm 


Dissolved Oxygen : 
 mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su -GL/. '3ORp·, . 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 61 QC Code: FB Matrix: Water Tag ID: 5511-61-FB 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS s:ampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: .GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number:-----rif BaV\ l. 

Expected Cone: 

Latitude: 

Longitude: 

(or Circle One: Low 

Sam

Medium 

ple Coll

High) 

ection: Start: 

End: 

Date 

1J1§;lL 
_}_}_ 

Time(24 hr) 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

San:wple Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 8 QC Code:_ Matrix: Water Tag ID: 5511-8-_ 
I 

Project ID: BZA72Z01 Project Manager: Brian Zurbu¢hen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A712Z Site OU: 01 
GROUNDWATER 

Location Desc: Mw-t-o t=

Expected Cone: 

External Sample Number: 

(or Circle One: e Medium High) Date Time(24 hr) 

Latitude: 

Longitude: 

Sample Collection: Start: 

End: 

~~_!.!_ 
_/_/_ 

~:30 

Field Measurement 

Parameter Value Units 
Conductance, Specific: C).Lf'ilr umhos;cfn 

Di~solved Oxygen : mg/L 
Temperature : I'l. II Deg C 

Turbidity: NTU . ( 
pH: =z.'i7 su qR.p ~ 5._6· 1 "'"/ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sa~ple Collection Fie.ld Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number:' 9 QC Code: ._ Matrix: Water Tag ID: 5511-9-_ 
' . 

Project IP: B2;A7.2201 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: fY1W-2ob 
External Sample Number: 

Expected Cone: 

Latitude: 

Longitude: 

(or Circle One: @Medium High) 

' Sample Collection: Start: 

End: 

Date 

i-;~JL 
_j_j_ 

Time(24 hr) 

Field Measurement · , ,, 

Parameter Value Units 
Conductance, Specific : CJ. 't.![" umhos/cm 

Dissolved Oxygen : {.01 mg/L 
Temperature : /2, sl.{· Deg C 

Turbidity: NTU 
pH: su 01'2-P~ -/'j'U:J._ _ 

Laboratory Analyses: 
Container Preservative 

4 - 40mL VOA vial 4 Deg C, HCL to pH<? 

Holding Time 

14 Days 

Analysis 

1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 10 QC Code: _ Matrix: Water Tag ID: 5511-10-_ 
' 

~roject ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings · State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

-m Lu--zoc:Location Desc: 

- External Sample Number: 

Expected Cone: (or Circle One: @Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: Wll /..!!._: 3D 

Longitude: End: _}_}_ - ·

Field Measurement 

Parameter Value Units 
Conductance, Specific : (J~'Z..tJ umhos/cm 

Dissolved Oxygen : (),6£ mg/L 
Temperature : 13?2.~1 Deg C 

Turbidity: (? •3.1 NTU 
pH: ---=co~,w""--- su 0 rtp~ 1z,~ JL 

Laboratory Analyses: 
Container Preservative Holding Time ·Analysi_s 

4 - 40niL VOA vial 4 Deg C, HCL to pH.<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

: 

Sample Collected By: HGL · 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 11 QC Code:_ Matrix: Water Tag ID: 5511-11-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: (Y\.-W - -zo rr 
External Sample Number: 

Expected Cone: (or Circle One:~ Medium High) Date Time(24 hr) 

Latitude: Sample·collection: Start: 12-- :Jt> 

Longitude: 'End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : Q, 7]5 umhos/cm 

Dissolved Oxygen : LtJ_s_ 
Temperature : /6;W 

Turbidity: -::;;-----::11-~--'·0\-=-->---
pH = w·%5 

mg/L 
Deg C 
NTU 

su oR p:·-so. 7 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number:' 12 QC Code:_ Matrix: Water Tag ID: 5511-12-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: (Y1Lo-19C 

Expected Cone: 

External Sample Number: . _:._(V)__W_ _-_l_9..:...__::C.=-- --
(or Circle One: @ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: u~ll 
Longitude: End: _}_}_ -· 

Field Measurement 

Parameter Value Units 
Conductance, Specific : -=f)'-',~7_.Jj_'f-~-c---- umhos/em 

Dissolved Oxygen : 3:', ~!5 mg/L 
~emperature : Jtj, lb Deg C 

Turbidity: 0, 1/ NTU tJ 
pH: _.,G"""""'..::=.-0¥: su OR._~ ~ t____ ·rt::r,.

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
: US EPA Region 7 

Kansas City, KS 

' I 

ASR Number: 5511 Sample Number:: 13 QC Code:_ Matrix: Water Tag ID: 5511-13-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS saiT]pling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

(Ylw-19 A\Location Desc: 

. External Sample Number: 

Expected Cone: (or Circle One@Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: \_i~ll 13:15 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : /,/}% umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg c 

Turbidity: NTU 
pH: su C'R_?~ 

Laboratory Analyses: 
Container Preservative ' Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 14 QC Code: _· Matrix: Water Tag ID: 5511-14-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

I 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: @ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 9._;%11JJ.. }5:QO 
Longitude: · End: )_j_j_ -· 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: 

0-7/b umhos/cm 
mg/L 
Deg c 
NTU 
su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days l VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

1 
• j 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 15 QC Code: _ Matrix: Water Tag ID: 5511-15-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site iD: A72Z Site OU: 01 
GROUNDWATER . 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 1__;~~ [1: 10 

Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific: 0. c{CJ? umhos/cm 

Dissolv~d Oxygen: q ,7.Jl mg/L 
Temperature : Deg C 

Turbidity: NTU - h 
pH: 'f,ts. su 0~~: t 3 , 5 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field .sheet 

US EPA 'Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 16 QC Code: _ Matrix: Water Tag ID: 5511-16-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ~: '3$ 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductanc;:e, Specific: Q~G"b umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: CJ .q 7_ 

pH: ~~u o rc~ : Llff:ff 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 ' ' 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

· Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

. US EPA Region 7 


Kansas City, KS 


ASR Number: 5511 Sample Number: 17 QC Code:_ Matrix: Water Tag ID: 5511-17-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

vY} W-(oP)Location Desc: 

External Sample Number: Mvu-~A 
Expected Cone: (or Circle One: ®Medium High) Date Time(24 hr) 

Latitude: -- Sample Collection: Start: ~]Vi{_ /D:15 
Longitude: --  End: __/_}_ -

Field Measurement 

Parameter Units 
Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: /,/1-( NTU 
pH: su 6ft?~ 

Laboratory Analyses: 
Container Preservative Holding Time · Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 18 QC Code: _ Matrix: Water Tag ID: 5511-18-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 11_: L.{ C) 

Longitude: End: 

Field Measurement 

Parameter . Value Units 
Conductance, Specific : 0 ,'3 l.fb umhos(cm 

Dissolved Oxygen : J..f. 13 mg/L 
Temperature : !5 ~ 'f"fC Deg C 

·" Turbidity: ?....4~ NTU 
pH: --7~·0?'>::<....~·.~------ su o'K.~: JL__3·_b_--..... 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

/( 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 19 QC Code: _ Matrix: Water Tag ID: 5511-19-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: .LfY1--'--~- ':7----'-'-f}___,.____ ____~-

E~pected Cone: (or Circle Ohe: ~ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: }3:00 
Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : (2:[{ 0 umhos/cm 

Dissolved Oxygen : ft-. s I mg/L 
Temperature : Deg C 

Turbidity: 0.51 NTU 
pH_: su o-~~~ 15% o,... 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 20 QC Code: _ Matrix: Water Tag ID: 5511-20-_ 

Project I .D: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: tQ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ~JL 
Longitude: End: _/_/_ 

Field Measurement 


Parameter 
 Value Units 
Conductance, Specific : Cl_, 7o/K' umhos/cm 

Dissolved Oxygen : kY7S 7 . d!? mg/L 
Temperature : ll.f. O{., Deg C 

Turbidity: Q,Z-5 NTU 
pH: _,fb oRP ~~(Z<....,.>.L---- su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 21 QC Code:_ Matrix: Water Tag ID: 5511-21-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: <j__;tfllL 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C ~~g~

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

-
I· 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 22 QC Code: _ Matrix: Water Tag ID: 5511-22-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: !YI w-12> c.. 

Expected Cone: 

External Sample Number: 

(or Circle One: Low E9 High) 

r1 Uj _) 3c_ 

Date Time(24 hr) 

Latitude: -- Sample Collection: Start: Uj;_ll_ L!:~ 

Longitude: --  End: _j_j_ -

Field Measurement 

Parameter Value Units 
Conductance, Specific : ----'0 ~ G~.;;....._____ umhos/cm~ l (;.

Dissolved Oxygen : \ -z..C)S mg/L 
Temperature : l'-1. ] l Deg C 

Turbidity: CJ,t16 NTU 
pH: l .o--z., su 0 ~~-·~ 

Laboratory Analyses: 

Container Preservative Holding Time Analysis 


4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


7-7.f]) 
ASR Number: 5511 Sample Number: 23 QC Code:E.,D Matrix: Water Tag ID: 551 ~--

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 9/1....1 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: (Yl ~-13c.. 

External Sample Number: (YlW-13C.. 
Expected Cone: (or Circle One: Low ~High) Date Time(24 hr) 

Latitude: -- Sample ollection: Start: i_,Z__!tn_ tz:~ 
Longitude: -- End: _j_j_ - 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 0,{, I~ umhosjcm 

Dissolved Oxygen : f'Z,qS mg/L 
Temperature : /4. --;; Deg C 

Turbidity: NTU 
pH: su o~-?=~l:._j,%6L~~o_ _ _ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 25 QC Code: _ Matrix: Water Tag ID: 5511-25-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 

Project Desc: Garvey Elevator- RI/FS sampling 


City: Hastings State: Nebraska 

Program: Superfund 


Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 

GROUNDWATER 


Location Desc: Wd.\
I 

External Sample Number: h_.,_ n R.o\\~ f\l.t w lJJ Q{) 

Expected Cone: (or Circle One: @ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 'i_Y~]_ oq: 2.5 
Longitude: End: _}_}_ _ ._ 

Field Measurement @ ~~Jf 
Parameter Value Units 

Conductance, Specific: +3f3:c • &/177 umhos/cm 
Dissolved Oxygen : 0 G3 mg/L 

Temperature : 1'9 •35" Deg C 
Turbidity: 5/:Jh NTU 

pH: -,,oe, su ORt~ ~ '20'<. .C, 
--~--------~--------------------------------------------------~'---------------Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4- 40mLVOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 26 QC Code: _ Matrix: Water Tag ID: 5511-26-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ® Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ~~-U ~:70 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : ~<"f-2-·~L(~q~____g= umhos/cm 

Dissolved Oxygen: (};_18"7 , mg/L
@ __~T~mperature: 47?4' · }2 137 Deg C 

1
'-11 "ll! Turbidity: f?-, 37 '2..5Lj NTU 

pH: 7• 2.3 SU "~p ~ '2~, t.t 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample·Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 24 QC Code: _ Matrix: Water Tag ID: 5511-24-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low~High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: 9:_ja_Q;_n_ (0:~ 
Longitude: End: ~~-

Field Measurement 

Parameter ;·l Value Units 
Conductance, Specific : __;V::;..,...·~~0~0~--- umhos/cm 

Dissolved Oxygen : Q',7 g:_ mg/L 
Temperature: (2..,'8Jr Deg C 

Turbidity : 01 4 3 NTU 
pH : (b /lO SU ()'t? ~. /96 ,'"5 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 27 QC Code: _ Matrix: Water Tag ID: 5511-27-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: _(Y'I:..__~Lu__-_?{1___,_....:<...,__ _ _ ___ 

Expected Cone: (or Circle One: @ Medium High) Date Time(24 hr) 

Latitude: 

Longitude: 

Sample Collection: Start: 

End: 
~-4-
_j_j_ 

?'2:'t0 

Field Measurement 

Parameter Value Units 
Conductance, Specific: _..::: ~a:_ umhos/cmD::....1!...JL....L&. ql----

Dissolved Oxygen : Q: .r,? 'J mg/L 
Temperature : l J-11 }--z..._ Deg C 

Turbidity: *3,0G NTU 
pH: G ,~-{ su 0~~~. 1/'"Z_ ,?5- .. 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



· Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 62 QC Code: FB Matrix: Water Tag ID: 5511-62-FB 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: =rsff ]3}..,.,/\ l<. 
Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: $_(}1-) <:)_E.~ 

Longitude: End: _/_/_ -·

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 28 QC Code: _ Matrix: Water Tag ID: 5511-28-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sifmpling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON~SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: LowB High) Date Time(24 hr) 

Latitude: Sample Collecti.on: Start: l..J.:.5o 
Longitude: End: -· 

Field Measurement 

Parameter Value Units 
Conductance, Specific : -=0..!..,"'-$""=3!-.<3_._____ umhos/cm 

Dissolved Oxygen : -'2~e:.soG::....&l----- mg/L 
Tel')1perature : ·_l!-'-l....,.,:..::0::...7L.-____ Deg C 

'Turbidity: ....::0....:..3~7--- NTU 
pH: 7,Cao su ORP! t\\. '-( 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 
US EPA Region 7 . 
Kansas City, KS 

ASR Number: 5511 Sample Number: 29 QC Code: _ Matrix: Water Tag ID: 5511-29-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

E~nal Sample Number: 

Expected Cone: (or Circle One: & Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 11:55 
Longitude: End: -·

Field Measurement 

Parameter A Value Units 
Conductance, Specific: --:.~"''""""Cfot(:.=...l----- umhos/cm 

Dissolved Oxygen : ::0 0 s- mg/L 
Temperature : /S:, ""Z..£1\ Deg C 

Turbidity : 1 , I I - NTU 
pH: (Q.t? SU 0 ts--? ·. tu 

Laboratory Analyses: 

Container Preservative Holding Time Analysis 


4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 · Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



__ _ 

Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 30 QC Code: _ Matrix: Water Tag ID: 5511-30-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR ·- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: f'Y\ L0 - _t?::._f1:......L-____ ___ 

Expected Cone: (or Circle One: @)Medium High) Date Time{24 hr) 

Latitude: 
, 

Sample Collection: Start: 9_;~4 tZ:ID 
,.~ 

Longitude: End: _/_/_ 

Field Measurement 

Parameter \Value Units 
Conductance, Specific : -~-'--J5<___ umhos/cm~5=-0 

Dissolved Oxygen : ----7~o..,',...;;:U:-=-:::---- mg/L 
Temperature: ---'::~6.:...~==55..--__ Deg C 

Turbidity: _--->,eQ~·-6~1~-- NTU 
pH: f2r<f(::, SU Cl(-,?: \32~ _-~ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 63 QC Code: FB Matrix: Water Tag ID: 5511-63-FB 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: lf;·f ~~ "!"] k 
Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: l.tvLJ.] ~].:~ 
Longitude: End: _j_j_ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 31 QC Code: _· Matrix: Water Tag ID: 5511-31-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ®Medium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: .JJ2I_J_/1l ()'5':35 
Longitude: End: _/_/_ -·

Field Measurement 

Parameter O Value Units 
Conductance, Specific : --=-7-'...!£151..~,.[?P-5~---

Dissoiv,ed Oxygen : 9 H7_c 
umhos/cm 
mg/L 

Temperature: j~,f<t Deg C 
" Turbidity : 

pH: 

1~6>0 
G·l~ 

NTU 

su oRP: ff7- r 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 32 QC Code: _ Matrix: Water Tag ID: 5511-32:-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-:~ITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: {;f) Medium High) Date Time(24 hr} 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 0 ""'"-=.7='-'q_.3""""----- umhos/cm 

Dissolved Oxygen : ___,CQ-"--". mg/L~'-t.t...._____ 
Temperature: ..~./---:!'i~,=- . Deg C · .;;::.3:.J,o'B:I!-____ 

Turbidity: --='"3'"-'-,~G;.....::{'----___ NTU 

pH: -G~a~·q~o-)~--- su 6 g__p ·. 16 7,( 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



---

--- - -

Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 33 QC Code: _ Matrix: Water Tag ID: 5511-33-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 1\A.- w - !J-D 

Expected Cone: (or Circle One: f!' Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: _&_!_;lJ ll_:ZO 

Longitude: End: ~_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific: L),5S> umhos/cm 

Dissolved Oxygen ; -+1J....:...l.'5w:....:Z~--- . mg/L 
Temperature : IJ.f' 60 Deg C 

Turbidity: !-f,OZ,. NTU 
pH: ---'r;;=-·_,._1"~7--- su ~kP .' /6/.Q" 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

'· 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 34 QC Code: _ Matrix: Water Tag ID: 5511-34-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: m (,0 ._-z A 
External Sample Number: mvo -2A 

Expected Cone: (or Circle One: ~Medium High) Date Time(24 hr) 

Latitude: -- Sample Collection: Start: /Q;hlf ;-z.:2_5 
Longitude: --  End: __/__/_ - 

Field Measurement 

Parameter Value Units 
Conductance, Specific : ~CJu.....c?..._-1~~~---- umhos/cm 

Dissoived Oxygen : ~~~·5;,L_~t----- mg/L 
Temperature: _1.:~!2u:.~..L.I.-~~--- Deg C 

TurbidpitHy •••• -!~ NTU,t~~----~{21-...L'jj__-1--__ su ' 0'?._?:- /65[, 3 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 35 QC Code: _ Matrix: Water Tag ID: 5511-35-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

Expected Cone: 

Latitude: 

External Sample Number: l'tW!/~ B 
(or Circle One: 

I 
Low Medium Hig~ Date 

Sample Collection: Start: :MJl_jll_ 

Time(24 hr) 

13 :'if 
Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : -'0~ ____, 7+---"'-o:;....._a_l umhos/cm 

Dissolved Oxygen : $€?3 mg/L 
Temperature : /b/Z.I Deg C 

Turbidity: r0,39 NTU 

pH: 6,79 su (1RP: /6} I J 
I 

Laboratory Analyses: 

Container Preservative Holding Time Analysis 


4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 36 QC Code: _ Matrix: Water Tag ID: 5511-36-_ 

Project ID: BZA72Z01 · Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sampie Number: f--(Yl.:........:_:W li_:._l...~.-.:L
o::=.._ ' =------
Expected Cone: (or Circle One: Low Medium High~ Date Time(24 hr) 

Latitude: Sample Collection: Start: { -'L./lJll l5:_l5 
Longitude: · __ _ End: _}_}_ 

Field Measurement 

Parameter Value Units 

. ;:..;6:::-·.~.w.---Conductance, Specific : -'e=::ij' ( "'-"_ umhos/cm 
Dissolved Oxygen : -~ mg/L 

Temperature : Deg C 
Turbidity: 5> 'Zi: NTU 

pH: G~'77 su (!J<:__f :_l!i,1 
-------~--------------~----~---~---~~~====~~ Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 37 QC Code: _ Matrix: Water Tag 10: 5511-37-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location De$c: 

External Sample Number: 

Expected Cone: 

Latitude: 

Longitude: 

(or Circle One: Low Medium High)@ 

Sample Collection: Start: 

End: 

Date 

E!lJ..U 
_/_/_ 

Time(24 hr} 

Field Measurement 

Parameter Value Units 
Conductance, Specific: Q, 'i~ umhos/cm 

Dissolved Oxygen : 1?! 13 mg/L 
Temperature : /'1, :22- Deg C 

Turbidity: - 7 NTU'-:+-'{IL...=.\._.~---
pH= ~ ~ c:r= su aP...P : /SCf. 2 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 38 QC Code: _ Matrix: Water Tag ID: 5511-38-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-:-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: fYlw- ~~ 
External Sample Number: m ~-LtB 

Expected Cone: (or Circle One: Low Medium @ Dat e Time(24 hr) 

Latitude: -- Sample Collection: Start: Lsli"8ll J1:5'~ 
Longitude: -- End: _/__/_ - ·

Field Measurement · 

Parameter Value Units 
Conductance, Specific : ..lo@"'-;:-,.;Jf$b.....,.._;~---- umhos/cm 

Dissolved Oxygen : ~~~l~~ mg/L~ 75L----
Temperature: _ ....... b:;.____ Deg C l.._3&. S~

Turbidity: fj , ll NTU t?fJ 
pH: --ll:,b.;.....;•C\L.:_'V____ SU ~R.~~ •0 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

{N/A) 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

:)g FP 
ASR Number: 5511 QC Code:f..D Matrix: Water Tag ID: 5511 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

M ___:_-_~___;_8 _External Sample Number: . :...___GJ _·_ _ _ _ _ _ 

Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ll:i.5 
Longitude: End: -·

Field Measurement 

Parameter Value Units 
Conductance, Specific: --3o(2 umhos/cm'-',1-7[G~=-=---

Dissolved Oxygen : lf l 7 5 mg/L 
Temperature : J"? •5"6 Deg C 

Turbidity: "3, l\ NTU 
pH: 6 .q "2-- su G~~· -Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4- 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 40 QC Code: _ Matrix: Water Tag ID: 5511-40-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND I Site ID: A72Z Site OU: 01 
GROUNDWATER <€5}to/z tt 

Location Desc: 

External Sample N~: 
(AK'n' 

Expected Cone: (or Circle One: Low Medium Hig Date Time(24 hr) 

Latitude: Sample Collection: Start: l!i:LJ2 
Longitude: End: 

Field Measurement 

Parameter !'\ Value Units 
Conductance, Specific: U•bti5r umhos/cm 

Dissolved Oxygen : t5~4 2.. mg/L 
Temperature : i~ •17 D.eg C 

Turbidity: --:!1~2""'·<-::{.,;.---- NTU 
pH: c ll) SU OfG.P: )5~, 9" 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 . 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS ~ • I 

~~zlll. 
'tO tbFD 

ASR Number: 5511 Sample Number:;tr" QC Code: £D Matrix: Water Tag ID: 5511-;.!=-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator "" RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund · 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: Mw -soc_ 
External Sample~r:

WI 
Expected Cone: (or Circle One: Low Medium Hig Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter 
Conductance, Specific: 

Dissoived Oxygen: 
Temperature: 

. Turbidity: 

pH: 

h:"Value
0 •v'i~ 

)&}.~ Z 
)Cf•l7 

_ _ _._J_t:;...~':=::(....___ 
''1\ t 3 

_ 

Units 
umhos/cm 
mg/L 
Deg C 
NTU 

su oR-.P\ TS'r.q 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 


" ' 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 42 QC Code: _ Matrix: Water Tag ID: 5511-42-_. 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: ·Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: ~W-5oB 

External sample Ne 
4J<n · 

Expected Cone: (or Circle One: Low Medium High Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 0,51--( 3 umhos/cm 

Dissolved Oxygen : 1,6-gr mg/L 
Temperature : 1<15. 3 j Deg c 

Turbidity: 2·~ NTU 
pH: --~6~,S~k_______ SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number.: 5511 Sample Number: 45 QC Code: _ Matrix: Water Tag 10: 5511-45-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Oesc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site 10: A72Z Site OU: 01 
GROUNDWATER 

Location Oesc: m w-5ob 
' 

Expected Cone: (or Circle One: Time(24 hr) 

Latitude: 

Longitude: End: _/_/_ -· 

ate 

Sample Collection: Start: /~Y J+ 

Field Measurement 

Parameter 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

l 

Value 
0 .537 

1 ttb 
\ '1 ,(;'3 

Units 
umhos/cm 
mg/L 
Deg C 

Turbidity : _...,L\'3-=:..:...:•0w•---- NTU 
pH : :JI-i do 3 SU Otf:_}f21-=-__.,<]r----. 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 55 QC Code: _ Matrix: Water Tag ID: 5511-55-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: B Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: · (!_;'!:_)!}_ II· ID - ·
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific: CJ- :]Vi umhos/cm 

Dissolved Oxygen : _ _.9;.1-!......:~-.;;: mg/Lv____ 
Temperature: \ ":\ ,oo Deg C 

Turbidity : \ -~~ NTU 
pH: ~ ,t'-( SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet . 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 57 QC Code: _ Matrix: Water Tag ID: 5511-57-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External sample-Number: _ _ M_4J_ -'r:'--7_C_____ 

Expected Cone: (or Circle One: Low Medium Hig~ Date Time(24 hr) 

Latitude: Sample Collection: Start: l.!!.._j3_;!!.... 11 :s7)

Longitude: End: _j_j_ -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : tJ ·~ 8( umhos/cm 

Dissofved Oxygen : - ---''-' _;J_o____ mg/L 
Temperature: ;?6,cC><?' Deg C 

Turbidi.ty : ((j-. G.> NTU 
pH: k-- ~3 SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 6\f{P: -;s-1.? 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

S'7 
ASR Number: 5511 Sample Nuniber: ~ QC Code: FD 

BZA72Z01 lo/:>/,,Project ID: Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Nanie: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium High~ Date Time(24 hr) 

Latitude: Sample Collection: Start: 1'3 ;3'!""" 

Longitude: End: -·

Field Measurement 

Parameter {)Value Units 
Conductance, Specific : , '11 umhos/cm 

Dissolved Oxygen : ]. ;;.6 mg/L 
Temperature : :16,(9? Deg C 

Turbidity: _ ........~~~~-~&~-- NTU 
pH: _ ____;:;~____;:;.....:./;_.. r~ __ su_ 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) ofP: ~tr-7. <?' 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 59 QC Code: _ Matrix: Water Tag ID: 5511~59-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator ~ RI/FS sampling 

. City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number.· M tJ £f' ~ i5 
(or Circle One: Low Medium Hig~--'D-a-te T--(2_4 h------ime- _r)Expected Cone: 

Latitude: _ _ _ Sample Collection: Start: i!/~!.!._ /_S':_;JO 

Longitude: ___ End: ~~-

Field Measurement 

Parameter Value Units 
Conductance, Specific : ---=G::;,:,_.Y.........___ umhos/cm.....K7 

Dissolved Oxygen : f_&.~ mg/L 
Temperature : I 4 . -s--r Deg C 

Turbidity: //. & NTU 
pH: --'o~(if;l'· ...__,q-"-'(___ su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0 1\p: 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 60 QC Code: _ Matrix: Water Tag ID: 5511-60-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: /Z1w J"( 0 
Expected Cone: (or Circle One: Lo~ Medium High) Date Time(24 hr) 

Latitude: -- Sample Collection: Start: f!:J~_I!!_ /c;: .:r--;r-

Longitude: --  End: _}_}_ -. 

Field Measurement 

Parameter Value Units 
Conductance, Specific: __ __ ..____ umhos/cma....; -....:.7_.)_~

Dissolved Oxygen : _----t....:./ 0:::...;.,- ...;;.-:3_<-,_f___ mg/L 
Temperature: _ _,"(....;CfLJ,·....:~~~-'----- Deg C 

Turbidity: _....~1:..:..-LI..=O;.,_____ NTU 
pH: __/_.6_1____ su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 43 QC Code: _ Matrix: Water Tag ID: 5511-43-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: MW - 4'1 B 
External Sampl~er:

(;\}\ ,,
Expected Cone: (or Circle One: Low Medium · Date Time{24 hr) 

Latitude: Sample Collection: Start: oq:!?o 
Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : t) l81?-o umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: 1\t'r NTU 

su oRe· 13~.7pH: 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 44 QC Code:_ Matrix: Water Tag ID: 5511-44-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: AA .w ·-4'7 C 

Expected Cone: 

External Samp~er: 

(or Circle One: Low Medium ®v · Date Time(24 hr) 

Latitude: Sample Collection: Start: JQ;_Ltll 

Longitude: End: __}__}_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : ...: ___O=....":l~~..::.<>..L.-_ umhos/cm 

Dissolved Oxygen : -!.._1....~~8~----~ mg/L 
Temperature: ..:..I.....J/.f~.9~~!.....----- Deg C 

o :::;;....=: ____ NTUTurbidity: _~:Z-5:...__ 

pH= G.77. su oQJ?:-~o2. o 
Laboratory Analyses: 

Container Preservative ..-.olding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 46 QC Code: _ Matrix: Water Tag ID: 5511-46-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: 

Latitude: - -
Longitude: ---

(or Circle One: 

-

-

Low Medium High) 

Sample Collection: Start: 

End: 

Date 

lQ_BJll 
_}_}_ 

Time(24 hr} 

1i_:OO 

-·

Field Measurement 

Parameter UnitsVal~ 
(),~'CConductance, Specific : umhos/cm 

Dissolved Oxygen : Cfr, tS mg/L 
Temperature : /f..\,0\0\ Deg C 

Turbidity: z_, \"'1- NTU 
pH: <O·q3 su Q~~~ -~,3 --. 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 48 QC Code:_ Matrix: Water Tag ID: 5511-48-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings Stat~: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

MW-5/D 
Location Desc: 

External SampleS): 
U. h 

MU-S / D 
Expected Cone: (or Circle One: Low Medium Hi Date Time(24 hr) 

Latitude: Sample Collection: Start: l02JJJ 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific: 3kJ? :~~stemDissolved Oxygen : 

Temperature : /?,tt3 Deg C 
Turbidity: 3 Jt9 NTU 

pH: __-z.,_,._. DflP·. -2£)7.</. b~u=--- su 
Laboratory Analyses: 

Container Preservative Holding Time . Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 47 QC Code:_ Matrix: Water Tag 10: 5511-47-_ 

Project 10: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Supertund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample N~ 

Expected Cone: (or Circle One: Low Medium High~ Date Time(24 hr) 

Latitude: Sample Collection: Start: lDJ_ljJl 
Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance,Spedfic: O.C6q:z umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : /f,. 3'2-- Deg C 

Turbidity: NTU 
pH: / ,55 su cRP ·, Jt--1, 5 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 49 QC Code: _ Matrix: Water Tag ID: 5511-49-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External sampleser:
unl<.. 

Expected Cone: (or Circle One: Low Medium Hig Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter fi1 . Value Units 
Conductance, Specific : ~G?"f umhos/cm 

Dissolved Oxygen : /'-f,33 mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su ORP·· Gz.l 

Laboratory Analyses: 
Container 4'6~~vative I' Holding Time Analysis 

4 - 40mL VOA vial ~,,..!,:iE!o-hT&I+oE-i!.- 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits . 
o 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5511 Sample Number: 51 QC Code: _ . Matrix: Water Tag ID: 5511-51-_ 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: t!fJ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: !!...J2J!l )5:15 
Longitude: End: __/___/_ - ·

Field Measurement 

Parameter Value Units 
Conductance, Specific : umhos/cm 

Dissolved Oxygen: mg/L 
-r:er;nperature : Deg C 
· · 'Turbidity: NTU 

pH: su 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Coml!'ents: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5511 Sample Number: 64 QC Code: FB Matrix: Water Tag ID: 5511-64-FB 

Project ID: BZA72Z01 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: [c;'f ,eJa.n k 
Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ( Q_j?L;lL 
Longitude: End: _j_j_ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 qays 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



CHAIN OF CUSTODY RECORD 

ENVIRONMENTAL PROTECTION AGENCY REGION VII 
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CHAIN OF CUSTODY RECORD 

ENVIRONMENTAL PROTECTION AGENCY REGION VII 
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Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 45 QC Code: FB Matrix: Water Tag ID: 5512-45-FB 

Project Il:>: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: 

Expected Cone: (or Circle One:~ Medium High) · Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: VI!l_!!_ /( :;; -, 
Longitude: End: l_;!_!j.!!_ tJrf : <J'O 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4- 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

I j 

5.4-""'fl~ 
,. 

I :) ;-/&i 

fr( ;aud I ,....._ 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 1 QC Code: ·_ Matrix: Water Tag ID: 5512-1-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: dtJ--I?D 

Expected Cone: (or Circle One: ~ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: !hfll l/ /d..: 1'5" 

Longitude: End: 'LJ~:JL ~y;;/) 1( 

Field Measurement 

Parameter Value Units 
Conductance, Specific : (!)."S('S"" umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days . 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



I' 

Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5512 Sample Number: 2 QC Code:_ Matrix: Water Tag ID: 5512-2-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~ Medium High) Date Time(24 hi') 

Latitude: 

Longitude: 

Sample Collection: Start: 

End: 

IS : .:1~ =·= .qJ~~Ju 
Field Measurement 

Parameter Value Units 
Q, -.,- (..,.Conductance, Specific : umhos/cm 
~. s-3Dissolv.ed Oxygen : mg/L 

Temperature : /7, 'II Deg C 
Turbidity: o/3D NTU 

pH: ], ;)-r su 
Laboratory Analyses: 

'container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Cite' 

Sample Collected By: HGL 

1 of 1 
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Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5512 Sample Number: 3 QC Code:_ Matrix: Water Tag ID: 5512-3-_ 

p'roject ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

~ '')!~'''
Expected Cone: Date Time(24 hr) 

Latitude: Sample Collection: Start: J'!·~-·
!1_:'5~Longitude: End: 

Field Measurement 

Parameter Value Units 
o. '7 a.~Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative ' Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Fh~ld Sheet 
. US EPA Region 7 

Kansas City, KS 

ASR ,Number: 5512 Sample Number: 4 QC Code:_. Matrix: Water Tag ID: 5512-4-_ 

· Project'ii:>: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location. Desc: 

External Sample Number: 

Expected Cone: (or Circle One:.@ Medium High) Date 

Latitude: Sample Collection: Start: _J;:fl;_!!_ 
Longitude: End: .1J~...!!. 

Field Measurement 

Parameter Value Units 
Conductance, Specific : {!)_ '3~"{ umhos/cm 

Dissolved Oxygen : '-B ·9 mg/L 
Temperature : I/., ,{j, ( Deg C 

Turbidity: •{'3' ~ NTU 
pH: "Jtl"l. su 

Laboratory Analyses: 
Container Pre.servative Holding Time Analysis 

4- 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Watr;=r by ~C/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

6 R ?.' "-) II' I 

Sample Collected By: HGL 

1 of 1 



Sainple Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 5 QC Code:_ Matrix: Water Tag ID: 5512-5-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle one:8 Medium High) Date Time(24 hr) 

Latitude: __ __ _ _ Sample Collection: Start: l__t!!j!!__ fl...:fl 
Longitude: End: U2l!!__ /'i' : /'b 

Field Measurement 

Parameter Value Units . 
Condu~ance,Spedfic: 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: _ 

CJ-ri?' 
j'. s-f( 
13· 7~ 
1/. <j' 

__;;;_,·.....:.9'-r7'--

umhos/cm 
mg/L 
Deg C 
NTU 

su 
La~oratory Analyses: 

Container Preservative · Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C:, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

{N/A) · 

Ofp: .. Jto.? 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5512 Sample Number: 6 QC Code:_ Matrix: Water Tag ID: 5512-6-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One :, ~ Medium High.) Date Time(24 hr) 

Latitude: Sample Collection: Start: 1_;~!!__ o'1 :o1

Longitude: End: 1_;~!!..._ 0'l .o·l 
-·

Field Measurement 

Parameter Value Units 
Conductance, Specific : __o----=-. ,.......'----- u.mhos/cm~..,o~

Dissol.ved Oxygen : t. ... -;;q mg/L 
Temperature : (Sr6 ';) Deg C 

Turbidity: CJ&.. 5"" NTU 
/ _ '<F( supH: _,.....:1..0=--..::..0__;____ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5512 Sample Number: 7 QC Code:_ Matrix: Water Tag ID: 5512-7-_ 

Project ID: BZA7ZZ02 Project Manager: Brian Zurbuchen 
Project D.esc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Dest: 

t~nal Sample Number: 

Expected Cone: (or Circle One: ~Medium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: 1.;!!J!!_ 01 :VJ 
0"{ .q1Longitude: End: D~L -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : 0. ~-sc; umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: /(J. 7 NTU 
pH: su 

Labo'ratory Analyses: 
Container Preservative : . Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 

I 
I 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 8 QC Code:_ Matrix: Water Tag ID: 5512-8-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RifFS sampling 

City: Hastings ' State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One : ~Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ()Jj~!_/_!_ lj_:Od 

Longitude: End: O!!_j'!!J!f_ (J_ :6d

Field Measurement 

Parameter UnitsVal~ 
Conductance, Specific : 6 . 3s- umhos/cm 

Dissolved Oxygen : "S'""- 3; mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 • 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

{N/A) 

Sample Collected By: 'HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, ~s 

ASR Number: 5512 Sample Number: 9 . Matrix: Water Tag ID: 5512-9-_QC Code:_

ProjeCt 11:>: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 
' 

Location Desc: lJ I 

External Sample Number: 


Expected Cone: (or Circle One : Q Medium High) Date Time{24 hr) 


Latitude: Sample Collection: Start: tf_J_j:!_j:!_ ICJ. :'!r 

Longitude: End: o__Jj~!!_ /.2_.:31 

Field Measurement 

Parameter Value Units 
o. (p 13Conductance, Specific : umhos/cm 

Dissolved Oxygen : I,T3 mg/L 
Temperature : t·~ 1f'j Deg C 

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 10 QC Code: .- Matrix: Water Tag ID: 5512-10-_ 

Project ID: BZA72Z02 ' Project Manager: Brian Zurbuchen 
Project Desc: Gar\iey Elevator - RI/FS sampling 

City: Hastings State: Nebraska · 
Program: Superfund 

Site Name: GARVEY ELEVATOR- ·OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: 

Latitude: _ 

Longitude: 

_ 

(or Circle One : BMedium High) 

_ Sample Collection: Start: 

End: 

Date 

LJ?!J_!j__ 
Ll~!.!.__ 

Tiri1e(24 hr) 

/3 .rs_._ 
I_}_:Q 

Field Measurement 

Parameter Value Units 
{) .C($"Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

" Turbidity : NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4- 40mLVOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS ,for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



.I 

(0 

Project Manager: Brian Zurbuchen 

Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

1o -FI) 
ASR Number: 5512 Sample Number: ....rr Matrix: Water Tag ID: 5512-..a-:1:""_ 
--------------------------------~~~~~--------------------------------~~~-~~~f 

Project ID: BZA72Z02 

Project Desc: Garvey Elevator- RI/FS sampling 


City: Hastings State: Nebraska 

Program: Superfund 


Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site 10: A72Z Site OU: 02 


Location Desc: /b) b 

External Sample Number: Hw t6J' f) 

Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 9_;~!!_ l.i:rr 
Longitude: End: D~~ 12_:<17 

Field Measurement 

Parameter Value Units 
(J,l(J6Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: NTU 
. pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(Nf.A) 

Sample Collected By: HGL 

1 of 1 



Sample Coll~ction Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 12 QC Code:_ Matrix: Water Tag ID: 5512-12-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: Jt1cJ /o")"c 

Expected Cone: (or Circle One: Lowaigh) Date Time(24 hr) 

Latitude: Sample Collection: Start: l'l:~ 
Longitude: End: 1L:i7 

Field Measurement 

Parameter Value Units 
Conductance, Specific : _ __,0::....;'-="'-"T<.......L9___ umhos/em 

Dissolved Oxygen : -----:-'-7-·:..!...(1---,------ mg/L 
Temperature : ;;(O. C. '1 Deg C 

Turbidity: -rlo"' NTU 
pH: _ (.:,. 7?' _ su__::;___;_;____ 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detec.tion Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 13 QC Code:_ Matrix: Water Tag ID: 5512-13-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One:(3 Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: L.J:ao 

/'J: 3;).Longitude: End: 

Field Measurement 

Parameter V~lue Units 
Conductance, Specific : o. '6'5'1 umhos/cm 

Disso!.v~d Oxygen : mg/L 
Temperature : 1 z.o3 Deg C 

Turbidity: NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

-!9t. JatP.r 

.,,
' . 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 14 QC Code:_ Matrix: Water Tag ID: 5512-14-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings . State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 
, 

External Sample Number: 

Expected Cone: (or Circle One: Low~ High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 6 . ~":) umhos/cm 

Dissolved Oxygen : -"""~"-'cf<.:....:::~'----- mg/L 
Temperature : If.)~ Deg C 

Turbidity: 1'6. o NTU 
pH: ----"'&. '"""'---fD'----- su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial · 4 Deg C, HCL to pH<2 14 . Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 
- ~((,. f 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 15 QC Code:_ Matrix: Water Tag ID: 5512-15-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF.:.SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium ~ Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: /7 $(!-· 
Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : tJI' s-~? umhos/cm 

Dissolved Oxygen : _ ___,~£..''-'''--'·~~..,.---- mg/L 
Temperature : .;2. ';;).. · V{ Deg C 

Turbidity: ')-Cj/ NTU 
pH: ----~G~a~·-J~7---- su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

6R P.' 

Sample Collected By: HGL 

1 of 1 




Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 46 QC Code: FB Matrix: Water Tag ID: 5512-46-FB 

Project ID: BZA72Z02 Project Manager: Brian Zurbuche_n 
Project Desc: Garvey Elevator  RI/FS sampling 

City: Hastings State: Nebraska 
Pr~gram: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: 

Expected Cone: (or Circle One: Low Medium High) Date Tirne(24 hr) 

Latitude: Sample Collection: Start: lj_:"clJ 

Longitude: End: O'r: 6o 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) (~ (to-/-(0 '~ 
L~b. 

~ (/ec.fo,

5/t-vV~f/t? r "

1

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 16 QC Code:_ Matrix: Water Tag ID: 5512-16-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site 10: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: Low ~igh) Date Time(24 hr) 

Latitude: Sample Collection: Start: !LJi!l/.!!_ o7. :<~6 
Longitude: End: .11!!:1/!L 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 0, Y .:2? umhos/cm 

Dissol_ved Oxygen : G,, sO mg/L 
Temperature : I-s-; ?if' Deg C 

Turbidity: S7. 7 NTU 

pH: --=c.."-,'--9"-lf''---- - su 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

{N/A) 

.or-t 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 17 QC Code:_ Matrix: Water Tag 10: 5512-17-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RJ/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: 6}) Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: t!l_i!!_;!!_ ~:3o 

Longitude: End: _/_)_ -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : 8, 'St '3 umhos/cm 

Dissolved Oxygen : 7.-s-o mg/L 
Temperature: Deg C 

Turbidity: NTU 
pH: su 

Labora-tory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

C){2P: 
- ((; ),6 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

17 F'D 
A.SR Number: 5512 Matrix: Water Tag ID: 5512 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ~!!_ 
Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : _ __,0 -'------ umhos/em""'''-~.;:...-_t3

Dissolved Oxygen : _ _ -,__;_."J_0 ____ mg/L 

Temperature : 1-<:J-. 'f3 Deg c 
Turbidity: ~<{.C.. NTU 

pH: ----=~- .;;...._____ su·'8'..;;_1'

Laboratory Analyses: 
Conta.iner Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: · 

(N/A) 0 r ? 00 h ~ '. -I \t> ) • 

Sample Collected By: HGL 

1 of .1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 19 QC Code:_ Matrix: Water Tag ID: 5512-19-_. 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: ~edium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: II : r-t> 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : _ __:0::;_._;9 "31___ umhos/em;___

Dissolved Oxygen : ?.'S"/ mg/L 
Temperature : _ ___,;,; .....;___1.$':=-=-"'_s-_4 Deg C 

Turbidity: /. P'<!J NTU 
~.p~ supH: --- ---

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) .{) ~ ('. 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 20 QC Code:_ Matrix: Water Tag 10: 5512-20-_· 

Project ID: BZA72Z02 Proje~t Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: c 

External Sample Number: 

Expected Cone: (or Circle One:9 Medium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: 1~:~--o 

Longitude: End: 

Field Measurement 

Parameter 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

,Turbidity : 
pH: 

Value 
(). )"'<(() 

It.,. II{ 
C>· J'D 

Units 
umhos/cm 
mg/L 
Deg C 
NTU 
su. 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

MSI "1 s D 

- ;r--1. ~ 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 21 QC Code: _ Matrix: Waler Tag ID: 5512-21-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: /'4W (oro. 6 

Expected Cone: (or Circle One:&Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : CJ< C(6'J umhosjcm 

Dissolv.ed Oxygen : 5: c.f '1 mg/L 
Temperature : 11, o 1 Deg C 

Turbidity: Or ·11 NTU 

pH: ___.,.~...... -- ~ _,_1+-7 su 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOC:s in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Q~p ~ ~ Ii, f. oD 

Sample Collected By: HGL 

1 of 1 

http:Dissolv.ed


Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 22 QC Code:_ Matrix: Water Tag ID: 5512-22-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sam.ple Number: 

Expected Cone: (or Circle One: Low Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 2_;~.!!__ 1<1:/J 

Longitude: End: _/_/_ 

Field Measurement 

Parameter Units 
Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: NTU 
pH: su 

Val~ 
N !A 

Laboratory Analyses: 
CQntainer Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 
R/VJde 

S'ctt f! l" l c: P/-J. 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 23 QC Code:_ Matrix: Water Tag ID: 5512-23-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: {;) Medium High) Date Time(24 hr) 

Latitude: Sampl~ Collection: Start: i_;ti;l/ 1-s- :Yr 
Longitude: End: _J_J_ 

Field Measurement 

Parameter /1 Value Units 
Conductat::~ce, Specific : u.., OlJ umhos/cm 

Dissolved Oxygen : :R'..1 -s= mg/L 
Temperature : ---=T=-1:.11..-'-• ....:;.lv....;:-s-=----- Deg C 

Turbid~t~: --+-"--:;--"-"~«-:-----'1-j ~~u 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 6~~: -p(o.~ 

Sample Collected By: HGL 

1 of 1 

http:T=-1:.11


Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 24 QC Code:_ Matrix: Water Tag ID: 5512-24-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ElEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: 8 Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: ~~.!!__ /2:0l 

Longitude: End: _/_/_ 

Field Measurement 

Parameter 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: 

Units 
umhos/cm 
mg/L 
Deg C 
NTU 
su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) {) RP.'· --/5" 7. ? 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


;) Y'-F_D 
ASR Number: 5512 Sample Number: C Code:FD Matrix: Water Tag ID: 5512 ~ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: 9 Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: _1;::!!;!!_ l?:os-

Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : --=(5_:..,~fo=&~f___ umhos/cm 

Dissolved Oxygen : C.,, Sf mg/L 
Temperature : lcf. 17 Deg C 

Turbidity: )?, / NTU 
pH: __/._:....:....::.~::...IV'----- su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) OfR?: -IS7 3 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS · 


ASR Number: 5512 Sample Number: 47 QC Code: FB Matrix: Water Tag ID: 5512-47-FB 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: LDL VOA Trip Blank sample 

External Sample Number: L .DL tlo A ,...., \r.p 1 ~ /....... tt 
~ /) 1.;-'~-'""f ~ fop 

Expected Cone: (or Circle One: e> Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: V_!_;!!... f..J_:~ 

Longitude: End: l_;J!:j!!_ r_:/1 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 
SPr.,.__f (e 5..)._ A r .} f·, ""'"'- "C •5 


yre~n-eb S -p.-w f/ '( 


J-t &L
t s 

< 
I-

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 26 QC Code: _ Matrix: Water Tag ID: 5512-26-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: &Medium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: v!0!L L_:'JO 

Longitude: End: _J_J_ -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : __O_,_Gf_j.~;,___ umhos/cm 

Dissolved Oxygen : --'~'o:....r~--- mg/L 
Temperature: _ __.l_,'d"'-''-'-(....t..9___ Deg C 

Turbidity: -~·s""'i'""'"·.....:~:..:..____ NTU 
pH : ---=(;-· 7....:.....:.:9<::...-__ SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg c, HcL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0 f_ j) -I 7</. v 
£xfr A Vo /u.,~A -e .-Cor 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

ASR Number: 5512 Sample Number: 27 QC Code: _ Matrix: Water Tag ID: 5512-27-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site 10: A72Z Site OU: 02 

Location Desc: rd. A 

External Sample Number: 

Expected Cone: (or Circle One: @)Medium High) Date@ 1/r.;/''1 Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: ~!!_ 1_:'f) 

Longitude: End: _)_}_ - ·-

Field Measurement 

Parameter Units 
Conductance, Specific : umhos/cm 

Dissolved Oxygen : mg/L 
Temperature : Deg C 

Turbidity: I 7. ") NTU 
pH: su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0 ~ p: 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 28 QC Code: _ Matrix: Water Tag ID: 5512-28-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund . 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: MtJ I~ c 

Expected Cone: 

External Sample Number: 

(or Circle One: ~edium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: l_/!~_/!_ ld:VO 

Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 

Dissolved Oxygen : 
Temperature : 

Turbidity: 
pH: 

_ _:6...:':...J..'-="Sl:....::4?::...._(p___ umhos/em 
__7_._,:._7..:-:..f'___ mg/L 

/if. 1[ Deg C 
7, 78" NTU 
c'.e · 7(, su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0 ~ p~ -rrl. 1 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 
US EPA Region 7 
Kansas City, KS 

&'i ;).tF D 
ASR Number: 5512 Sample Number: Matrix: Water Tag 10: 5512-~ .A 
----~------------------~~~~------------------------~~~f~y

Project 10: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfun'd 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site 10: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One : ~ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: f_j~'_!_ /_() :~ 

Longitude: End: _j_j_ -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : C. ~c; (, umhos/cm 

Dissolved Oxygen : ·7. '1?' mg/L 
Temperature : /Yt 19 Deg C 

Turbidity: 'J, 0) NTU 
pH: _...J,I<Q.<::........l.'J...!:::~::_____ su 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) _, ~1. 1 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA-Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 30 QC Code: _ Matrix: Water Tag ID: 5512-30-_. 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: @ Medium High) Date Time(24 hr) 

/;;J... ~ -s-Latitude: Sample Collection: Start: -·
Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : _....::.0=·_9'-'-!-'-1___ umhos/cm 

Dissolved Oxygen : -~0._ mg/L. -s<_o=--
Temperature: I .:s-. s-3 Deg c 

Turbidity: ({, /-;;;> NTU 
pH: ' ·73 su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) (5 Rp -(35 ° 5 

0Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 31 QC Code: _ Matrix: Water Tag ID: 5512-31-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site 10: A72Z Site OU: 02 

Location Desc: I~ c 
External Sample Number: 

Expected Cone: (or Circle One: 9 Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: -·

Field Measurement 

Parameter Value Units 
Conductance, Specific: 6 ·. 7(:, 7 umhos/cm 

Dissolved Oxygen : _ _,c'e"-'. · .-- mg/L'-"d-o'-:--':' 
Temperature : ____I ..;..S""_-t,=-G___ Deg .c 

Turbidity: I r7 NTU 
pH: c;, .£1 su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 · 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) OR p,. 
-!~73 

Sample Collected By: HGL . 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 32 QC Code: _ Matrix: Water Tag ID: 5512-32-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

A
Location Desc: I I 

External Sample Number: 

Expected Cone: (or Circle One: @ Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 1;~_!:._ 1');~ 

Longitude: End: _}_}_. 

Field Measurement 

Parameter Value Units 
Conductance; Specific : - :........;.. {;_:G._:;:J umhos/em-=() ' _ :::..___ 

Dissolved Oxygen : _ ....l:!:'?.r....,s---1=--:-......--- mg/L 
Temperature : I;) · Cfl/ Deg c 

Turbidity: (JJ . <..f"r NTU 
pH: -~k~~£r _ __ su-l _· 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0 Rp : - J<f1. c; 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 33 QC Code: _. Matrix: Water Tag ID: 5512-33-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

17 c_Location Desc: 

External Sample Number: /( c 

Expected Cone: (or Circle One: §J Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 5_;!!!;!!_ l£:10 
Longitude: End: _/_/_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific : --=(3_._~~9=-=-(___ unihos/cm 

Dissolved Oxygen : ~. '1( mg/L 
Temperature : /3 , S<t Deg C 

Turbidity : /. 0 1 NTU 
pH: 7, 0'( SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

or<P~ -rrl 3 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 34 QC Code: _ Matrix: Water Tag ID: 5512-34-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY !::LEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: MW ({ D 
External Sample Number: 17 D 

Expected Cone: 

Latitude: 

Longitude: 

_ _ 

(or Circle One8 

_ 

Medium High) 

Sample Collection: Start: 

End: 

Date 

u~!!_ 
_}_}_ 

Time(24 hr) 

/7:cu 

Field Measurement 

Parameter Value Units 
Conductance, Specific : 

Dissolved Oxygen: 
0 ,(ao7
l. 30! 

umhos/cm 
mg/L 

Temperature: _ ''""";x,.______,/-'=0."'""'.;.L Deg C 
Turbidity : 3 ,o$ NTU 

pH: k .<(c.,.. SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 4Dml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) C) ~ '?: - ffL). 7 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 35 QC Code: _ Matrix: Water Tag ID: 5512-35--. 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund . 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One:pedium High) Date Time(24 hr) 

Latitude: _ _ _ Sample Collection: Start: I_E_jj__J.!!_ ()'3 :J') 

Longitude: End: _}_}_. 

Field Measurement 

Parameter Value Units
CJ . (<(DConductance, Specific : ---=--~-- umhos/cm 
<("",;).lDissolved Oxygen : mg/L 
n .o?Temperature : -~~--- Deg C 
0 -d-j NTUTurbidity: -~-:!----

pH: ~ - ~1 su 
Laboratory Analyses: 

Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collect~d By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 36 QC Code: _ Matrix: Water Tag ID: 5512-36-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One:@edium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : ____()~.)....<.......Lq.=;.&___ umhoS/cm 

Dissolved Oxygen : ,SS l/o mg/L 
Temperature : ____· 1~~-~· o~~~--- DegC 

Turbidity: t).<{& NTU 
pH: (.}.. f~ su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 0~ p•. - d31. ~ 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 37 QC Code: _ · Matrix: Water Tag ID: 5512-37-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample.Number: 

Expected Cone: (or Circle One: ~ Medium High) · Date Time(24 hr) 

Latitude: Sample Collection: Start: I!!..J!_j!.!_ ;o: :Jo . 

Longitude: End: _j_j_ 

Field Measurement 

Parameter Value Units 
Conductance, Specific: 0 · 3 o ~ umhos/cm 

Dissolved Oxygen : 3 · ·-r t mg/L 
Temperature : I~. C,. ';;) Deg C 

0~Turbidity: --~· 0,_0"'"=-___ NTU 
pH: 7cO'[ SU 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40ml VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) CJf< p: -dt(/0 

Sample Collected By: HGL 

1 of 1 



---

Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 38 QC Code: _ Matrix: Water Tag ID: 5512-38-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 

External Sample Number: 

Expected Cone: (or Circle One: 8 Medium High) Dat e Time(24 hr) 

Latitude: . . Sample Collection: Start: 

Longitude: End: 

Field Measurement 

Parameter Value Units 
Conductance, Specific : -'O"""....::·~i_.J--7-t;____ umhos/cm 

Dissolved Oxygen: ~ - 3o/ mg/L 
Temperature: I?. ~f Deg C 

Turbidity : 
pH: 

f , II 
&. ? r 

NTU 
su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 vocs in Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 39 QC Code: _ Matrix: Water Tag ID: 5512-39-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: rv/f.J - /(J & 
External Sample Number: MCJ ··!d & 

Expected Cone: (or Circle One: ~Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: 

Longitude: End: - ·

Field Measurement 

Parameter Value Units 
Conductance, Specific: £:5 -7i'i umhos/cm 

Dissolved Oxygen : (, 6Y mg/L 
Temperature: · _--~.1.....1...:....'();:;...f''----- Deg C 

Turbidity : a· '1'{ NTU 
pH = _ _..G,"--.__._q..._r___ su 

Laboratory Analyses: 
PreservativeContainer Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

CN/A) ORt~. -tlf..a 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: 40 QC Code: _ Matrix: Water Tag ID: 5512-40-_ 

Proj.ect ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator- RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: I D .A
/{J A-External Sample Number: 

Expected Cone: (or Circle One: G.;Medium High) Date Time(24 hr) 

Latitude: Sample Collection: Start: /!2_;_!__; 1/ IV:~ 
Longitude: End: ~~-

Field Measurement ~/t:ueParameter Units 
Conductance, Specific : ?. 010 - (), 1t'1 umhosjcm 

Dissolved Oxygen : · f. ;J.o mg/L 
Temperature: l fe ·C/6 Deg c 

Turbidity: //. CX NTU 
pH: <R . 1! su 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 



Sample Collection Field Sheet 

US EPA Region 7 

Kansas City, KS 


ASR Number: 5512 Sample Number: .41 QC Code: _ Matrix: Water Tag ID: 5512-41-_ 

Project ID: BZA72Z02 Project Manager: Brian Zurbuchen 
Project Desc: Garvey Elevator - RI/FS sampling 

City: Hastings State: Nebraska 
Program: Superfund 

Site Name: GARVEY ELEVATOR- OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Location Desc: 
I 

/() ,A-

External Sample Number: /1'---'--"wc:..___,lc....::o~A-=--------

Expected Cone: (or Circle One: ~ Medium High) Date Time(24 hr) 

· Latitude: Sample Collection: Start: /.Q_j_u.!.!._ 1~: 6--") 

Longitude: End: __}__}_ -·

Field Measurement 

Parameter Value Units 
Conductance, Specific : _ IJ'-"~-:.·~- umhos/cm.... '-''1..___ 

Dissolved Oxygen : -s-., '{r mg/L 
Temperature: ----~:-1"1~·-'~~"----- Deg C 

Turbidity: _ __,<-('"""'.J"=--'j.____ __ NTU 
pH : (., · ~ t> SU 

Laboratory Analyses: 
Container Preservative Holding Time Analysis 

4 - 40mL VOA vial 4 Deg C, HCL to pH<2 14 Days 1 VOCs In Water by GC/MS for Low Detection Limits 

Sample Comments: 

(N/A) 

Sample Collected By: HGL 

1 of 1 
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CHAIN OF CUSTODY RECORD 

ENVIRONMENTAL PROTECTION AGENCY REGION VII 
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SEPTEMBER 2010 




United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 10/27/2010 

Subject: Transmittal of Sample Analysis Results for ASR #: 5068 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5068 Summary of Project Information 10/27/2010 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z01 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER GPRA PRC: 302DD2C 

Purpose: Site Characterization 

Quarterly monitoring well sampling - OU #01. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
U = The analyte was not detected at or above the reporting limit. 

UJ = The analyte was not detected at or above the reporting limit. The reporting
limit is an estimate. 
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ASR Number: 5068 Sample Information Summary 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-9A 09/22/2010 10:11 09/24/2010 

2 - __ Water MW-31C 09/22/2010 12:15 09/24/2010 

3 - __ Water MW-31A 09/22/2010 12:55 09/24/2010 

4 - __ Water MW-30E 09/22/2010 13:53 09/24/2010 

5 - __ Water MW-30D 09/22/2010 15:08 09/24/2010 

6 - __ Water MW-30C 09/22/2010 16:30 09/24/2010 

7 - __ Water MW-30A 09/22/2010 17:42 09/24/2010 

7 - FD Water MW-30A/Field Duplicate of sample 09/22/2010 17:42 09/24/2010
7 

9 - __ Water MW-3E 09/23/2010 09:28 09/24/2010 

10 - __ Water MW-3B 09/23/2010 10:58 09/24/2010 

10 - FD Water MW-3B/Field Duplicate of sample 09/23/2010 10:58 09/24/2010
10 

12 - __ Water MW-3A 09/23/2010 12:05 09/24/2010 

13 - __ Water MW-3D 09/23/2010 13:20 09/24/2010 

14 - __ Water MW-5B 09/23/2010 18:41 09/28/2010 

14 - FD Water MW-5B/Field Duplicate of sample 09/23/2010 18:41 09/28/2010
14 

16 - __ Water MW-5A 09/24/2010 08:20 09/28/2010 

17 - __ Water MW-5D 09/24/2010 09:22 09/28/2010 

18 - __ Water MW-6E 09/24/2010 11:09 09/28/2010 

19 - __ Water MW-6D 09/24/2010 12:55 09/28/2010 

20 - __ Water MW-6A 09/24/2010 14:02 09/28/2010 

20 - FD Water MW-6A/Field Duplicate of sample 09/24/2010 14:02 09/28/2010
20 

22 - __ Water MW-7B 09/24/2010 15:47 09/28/2010 

23 - __ Water MW-7A 09/24/2010 16:52 09/28/2010 

24 - __ Water MW-13E 09/25/2010 10:50 09/28/2010 

25 - __ Water Rinsate blank sample 09/25/2010 11:15 09/28/2010 

26 - __ Water MW-13C 09/25/2010 12:12 09/28/2010 

27 - __ Water MW-2A 09/25/2010 13:53 09/28/2010 

28 - __ Water MW-8A 09/25/2010 15:24 09/28/2010 

29 - __ Water MW-4B 09/26/2010 09:07 09/28/2010 

30 - __ Water MW-4A 09/26/2010 10:30 09/28/2010 

31 - __ Water MW-1A 09/26/2010 12:00 09/28/2010 

32 - __ Water MW-20E 09/26/2010 14:23 09/28/2010 

33 - __ Water MW-20D 09/26/2010 15:15 09/28/2010 

34 - __ Water MW-20C 09/26/2010 15:55 09/28/2010 

35 - __ Water MW-19C 09/27/2010 09:25 09/28/2010 

36 - __ Water MW-20A 09/27/2010 15:57 09/28/2010 

37 - __ Water MW-19A 09/27/2010 16:51 09/28/2010 

40 - FB Water LDL VOA Trip Blank sample 1 09/23/2010 13:53 09/24/2010 

41 - FB Water LDL VOA Trip Blank sample 2 09/23/2010 14:00 09/28/2010
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ASR Number: 5068 RLAB Approved Analysis Comments 10/27/2010 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
7-FD 9-__ 10-__ 10-FD 
14-FD 16-__ 17-__ 18-__ 
22-__ 23-__ 24-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 

1-__ 2-__ 3-__ 4-__ 
7-FD 9-__ 10-__ 10-FD 
14-FD 16-__ 17-__ 18-__ 
22-__ 23-__ 24-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 

1-__ 2-__ 3-__ 4-__ 
7-FD 9-__ 10-__ 10-FD 
14-FD 16-__ 17-__ 18-__ 
22-__ 23-__ 24-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 

5-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 

7-__ 
14-__ 
20-FD 
29-__ 
36-__ 

7-__ 
14-__ 
20-FD 
29-__ 
36-__ 

7-__ 
14-__ 
20-FD 
29-__ 
36-__ 

7-__
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ASR Number: 5068 RLAB Approved Analysis Comments 10/27/2010 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 7-FD 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
14-FD 16-__ 17-__ 18-__ 19-__ 20-__ 20-FD 
22-__ 23-__ 24-__ 26-__ 27-__ 28-__ 29-__ 
30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
7-FD 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
14-FD 16-__ 17-__ 18-__ 19-__ 20-__ 20-FD 
22-__ 23-__ 24-__ 26-__ 27-__ 28-__ 29-__ 
30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Region 7 ESAT Contract Lab (In-House) 

Method: EPA Region 7 RLAB Method 3230.13D 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
7-FD 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
14-FD 16-__ 17-__ 18-__ 19-__ 20-__ 20-FD 
22-__ 23-__ 24-__ 25-__ 26-__ 27-__ 28-__ 
29-__ 30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 
36-__ 37-__ 40-FB 41-FB

Comments: 
100927: Methyl-tert-butyl Ether (21.6%), Bromodichloromethane (20.9%), cis-1,3
Dichloropropene (20.1%), trans-1,3-Dichloropropene (24.3%), Bromoform (22.9%) and
1,2-Dibromo-3-Chloropropane (29.2%) were UJ-coded in samples 1, 2, 3, 4, 5, 6, 7, 7-FD,
9, 10 and 10-FD. These analytes were not found in the samples at or above the reporting
limit, however, the reporting limit is an estimate (UJ-coded) due to the continuing
calibration check not meeting accuracy specifications. The actual reporting limit for these
analytes may be higher than the reported value. 

100929: Acetone (-30.7%) was J-coded in sample 25. Although the analytes in question
have been positively identified in the sample, the quantitation is an estimate (J-coded) due
to the continuing calibration check not meeting accuracy specifications. The actual
concentration for these analytes may be lower than the reported value. 
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ASR Number: 5068 RLAB Approved Analysis Comments 10/27/2010 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Trans-1,3-Dichloropropene (21.7%) was UJ-coded in samples 14, 14-FD, 16, 17, 18, 19,
20, 20-FD, 22, 23, 24, 25, 26, 27, 28, 29, 32, 33 and 34 . This analyte was not found in
the samples at or above the reporting limit, however, the reporting limit is an estimate (UJ
coded) due to the continuing calibration check not meeting accuracy specifications. The
actual reporting limit for this analyte may be higher than the reported value. 

100930: Methyl-tert-butyl Ether (20.2%), Bromoform (20.8%) and 1,2-Dibromo-3
Chloropropane (25.0%) were UJ-coded in samples 12, 30, 31, 35, 36, 37, 40-FB and 41
FB. These analytes were not found in the samples at or above the reporting limit, however,
the reporting limit is an estimate (UJ-coded) due to the continuing calibration check not
meeting accuracy specifications. The actual reporting limit for these analytes may be higher
than the reported value. 

969-LCS: Methyl-tert-butyl Ether (78%, 82-121%), Bromodichloromethane (79%, 85
123%), cis-1,3-Dichloropropene (80%, 81-122%), 1,1,2-Trichloroethane (81%, 86-117%),
Dibromochloromethane (80%, 85-120%), 1,2-Dibromoethane (81%, 85-118%),
Bromoform (76%, 78-123%) and 1,2-Dibromo-3-Chloropropane (70%, 71-123%) were UJ-
coded in samples 1, 2, 3, 4, 5, 6, 7, 7-FD, 9, 10 and 10-FD. Chloroform (83%, 88-118%)
was UJ-coded in samples 1, 2, 9, 10 and 10-FD. These analytes were not found in the
samples at or above the reporting limit, however, the reporting limit is an estimate (UJ
coded) due to low recovery of these analytes in the laboratory control sample. The actual
reporting limit for these analytes may be higher than the reported value. 

Chloroform was J-coded in samples 3, 4, 5, 6, 7 and 7-FD. Although the analyte in question
has been positively identified in the samples, the quantitation is an estimate (J-coded) due
to low recovery of this analyte in the laboratory control sample. The actual concentration 
for this analyte may be higher than the reported value. 

970-LCS: Methyl-tert-butyl Ether (81%, 82-121%) and Bromodichloromethane (84%, 85
123%) were UJ-coded in samples 14, 14-FD, 16, 17, 18, 19, 20, 20-FD, 22, 23, 24, 25, 26,
27, 28, 29, 32, 33 and 34. These analytes were not found in the samples at or above the
reporting limit, however, the reporting limit is an estimate (UJ-coded) due to low recovery
of these analytes in the laboratory control sample. The actual reporting limit for these
analytes may be higher than the reported value. 

971-LCS: Methyl-tert-butyl Ether (80%, 82-121%), Bromodichloromethane (81%, 85
123%) and 1,1,2-Trichloroethane (82%, 86-117%) were UJ-coded in samples 12, 30, 31,
35, 36, 37, 40-FB and 41-FB. These analytes were not found in the samples at or above the
reporting limit, however, the reporting limit is an estimate (UJ-coded) due to low recovery
of these analytes in the laboratory control sample. The actual reporting limit for these
analytes may be higher than the reported value. 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.946 0.372 0.898 0.699 

1 pH of Water by Field Measurement 
pH SU 8.11 7.26 6.91 7.78 

1 Temperature of Water by Field Measurement 
Temperature Deg C 16.50 20.92 21.25 19.50 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 0.33 4.62 0.57 10.13 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.1 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.2 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 12 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 UJ 1.0 UJ 20 J 4.0 J 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 7-FD 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.743 0.715 0.811 0.811 

1 pH of Water by Field Measurement 
pH SU 6.78 8.16 7.24 7.24 

1 Temperature of Water by Field Measurement 
Temperature Deg C 17.01 18.79 17.18 17.18 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 2.50 10.12 4.40 4.40 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 5.4 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 2.2 1.0 U 2.3 2.7 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 290 280 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 10 J 1.1 J 8.4 J 9.5 J 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.6 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 7-FD 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 10-FD 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.563 0.967 0.967 0.932 

1 pH of Water by Field Measurement 
pH SU 7.75 7.09 7.09 7.15 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.40 11.26 11.26 13.95 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.89 8.63 8.63 5.29 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 570 5.0 U 5.0 U 6.1 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 180 180 3.9 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 U 

1,2-Dibromoethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 10-FD 12-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 14-FD 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.767 0.906 0.906 0.879 

1 pH of Water by Field Measurement 
pH SU 7.23 7.29 7.29 7.19 

1 Temperature of Water by Field Measurement 
Temperature Deg C 12.59 11.54 11.54 9.92 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.10 4.09 4.09 5.49 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 96 96 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 12 13 9.8 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 14-FD 16-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.611 0.332 0.518 0.841 

1 pH of Water by Field Measurement 
pH SU 7.25 7.39 7.28 7.16 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.60 12.06 14.79 13.47 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.57 2.61 5.39 2.87 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 41 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 20-FD 22-__ 23-__ 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.841 0.650 0.745 0.584 

1 pH of Water by Field Measurement 
pH SU 7.16 6.94 7.13 7.42 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.47 20.99 13.93 13.75 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 2.87 4.28 2.25 13.02 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 42 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 20-FD 22-__ 23-__ 24-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.693 0.734 1.32 

1 pH of Water by Field Measurement 
pH SU 7.51 6.84 7.37 

1 Temperature of Water by Field Measurement 
Temperature Deg C 11.49 12.02 13.73 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 15.59 7.14 5.42 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 14 J 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 220 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.1 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 15 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.936 0.943 0.848 0.571 

1 pH of Water by Field Measurement 
pH SU 7.09 7.41 7.11 7.85 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.27 10.45 10.60 11.54 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 9.60 3.00 4.91 6.42 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 2.0 22.2 0.2 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 940 4.3 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.3 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 UJ 5.0 UJ 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.639 0.680 0.799 0.816 

1 pH of Water by Field Measurement 
pH SU 6.96 7.26 6.99 7.23 

1 Temperature of Water by Field Measurement 
Temperature Deg C 11.69 11.74 9.55 16.20 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 0.01 6.88 3.18 0.35 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 2.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 U 1.0 U 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.6 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 UJ 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 UJ 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 40-FB 41-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 1.06 

1 pH of Water by Field Measurement 
pH SU 7.25 

1 Temperature of Water by Field Measurement 
Temperature Deg C 19.50 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.57 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 65 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 2.2 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 
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ASR Number: 5068 RLAB Approved Sample Analysis Results 10/27/2010 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 40-FB 41-FB 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

Trichloroethene ug/L 4.2 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5068 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 10/25/2010 

Subject: Transmittal of Sample Analysis Results for ASR #: 5067 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5067 Summary of Project Information 10/25/2010 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z02 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Purpose: Site Characterization GPRA PRC: 302DD2C 

Quarterly monitoring well sampling - OU #02. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
U = The analyte was not detected at or above the reporting limit. 
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ASR Number: 5067 Sample Information Summary 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-17D 09/22/2010 10:40 09/24/2010 

4 - __ Water MW-17C 09/22/2010 12:00 09/24/2010 

5 - __ Water MW-17A 09/22/2010 13:27 09/24/2010 

6 - __ Water MW-18D 09/22/2010 15:28 09/24/2010 

7 - __ Water MW-18A 09/22/2010 16:30 09/24/2010 

8 - __ Water MW-18C 09/22/2010 17:21 09/24/2010 

9 - __ Water MW-12C 09/23/2010 09:10 09/24/2010 

10 - __ Water MW-12A 09/23/2010 10:49 09/24/2010 

11 - __ Water MW-12D 09/23/2010 11:50 09/24/2010 

11 - FD Water MW-12D/Field Duplicate of 09/23/2010 11:50 09/24/2010
sample 11

13 - __ Water MW-104D 09/23/2010 13:47 09/24/2010 

14 - __ Water MW-104C 09/23/2010 14:41 09/24/2010 

15 - __ Water MW-104A 09/23/2010 15:34 09/24/2010 

16 - __ Water MW-42E 09/24/2010 09:02 09/28/2010 

17 - __ Water MW-42D 09/24/2010 12:09 09/28/2010 

18 - __ Water MW-43E 09/24/2010 14:14 09/28/2010 

19 - __ Water MW-43D 09/24/2010 15:16 09/28/2010 

20 - __ Water MW-46D2 09/24/2010 17:19 09/28/2010 

20 - FD Water MW-46D2/Field Duplicate of 09/24/2010 17:19 09/28/2010
sample 20

22 - __ Water MW-46D1 09/25/2010 10:29 09/28/2010 

23 - __ Water MW-106D 09/25/2010 11:51 09/28/2010 

24 - __ Water MW-106C 09/25/2010 13:05 09/28/2010 

25 - __ Water MW-106A 09/25/2010 14:10 09/28/2010 

26 - __ Water MW-11A 09/25/2010 16:03 09/28/2010 

27 - __ Water MW-44D 09/26/2010 09:05 09/28/2010 

28 - __ Water MW-44E 09/26/2010 10:56 09/28/2010 

29 - __ Water MW-41D1 09/26/2010 12:45 09/28/2010 

30 - __ Water MW-41D2 09/26/2010 13:45 09/28/2010 

31 - __ Water MW-105D 09/26/2010 16:05 09/28/2010 

32 - __ Water MW-105C 09/26/2010 17:18 09/28/2010 

32 - FD Water MW-105C/Field Duplicate of 09/26/2010 17:18 09/28/2010
sample 32

34 - __ Water MW-105A 09/27/2010 11:13 09/28/2010 

35 - __ Water MW-10B 09/27/2010 12:31 09/28/2010 

36 - __ Water MW-10A 09/27/2010 14:46 09/28/2010 

37 - __ Water MW-16C 09/27/2010 09:08 09/28/2010 

38 - __ Water MW-16A 09/27/2010 11:24 09/28/2010 

39 - __ Water MW-45C 09/27/2010 12:27 09/28/2010 

39 - FD Water MW-45C/Field Duplicate of sample 09/27/2010 12:27 09/28/2010
39 

41 - __ Water MW-45D 09/27/2010 13:21 09/28/2010 

42 - __ Water MW-14A 09/27/2010 14:30 09/28/2010 

43 - FB Water LDL VOA Trip Blank sample 1 09/22/2010 10:00 09/24/2010 

44 - FB Water LDL VOA Trip Blank sample 09/26/2010 13:30 09/28/2010
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09/28/2010

ASR Number: 5067 Sample Information Summary 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

45 - FB Water LDL VOA Trip Blank sample 09/24/2010 10:40 
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ASR Number: 5067 RLAB Approved Analysis Comments 10/25/2010 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 4-__ 5-__ 6-__ 
10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 

1-__ 4-__ 5-__ 6-__ 
10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 

1-__ 4-__ 5-__ 6-__ 
10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 

1-__ 4-__ 5-__ 6-__ 

Samples:

 Samples:

 Samples:

 Samples: 

7-__ 
14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

7-__ 
14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

7-__ 
14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

7-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-__ 

8-__ 

9-__ 
16-__ 
23-__ 
30-__ 
37-__ 

9-__ 
16-__ 
23-__ 
30-__ 
37-__ 

9-__ 
16-__ 
23-__ 
30-__ 
37-__ 

9-__
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ASR Number: 5067 RLAB Approved Analysis Comments 10/25/2010 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

Turbidity of Water by Field Measurement 

VOCs in Water by GC/MS for Low Detection Limits 

(Field Measurement) 

Contract Lab Program (Out-Source) 

Lab: 

Lab: 

Measurement of field parameter 

CLP Statement of Work 

Method: 

Method: 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 

1-__ 4-__ 5-__ 6-__ 
10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 

1-__ 4-__ 5-__ 6-__ 
10-__ 11-__ 11-FD 13-__ 
17-__ 18-__ 19-__ 20-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 32-__ 32-FD 34-__ 
38-__ 39-__ 39-FD 41-__ 
45-FB

 Samples:

 Samples:

 Samples: 

14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

7-__ 
14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

7-__ 
14-__ 
20-FD 
28-__ 
35-__ 
42-__ 

15-__ 
22-__ 
29-__ 
36-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-FB 

16-__ 
23-__ 
30-__ 
37-__ 

9-__ 
16-__ 
23-__ 
30-__ 
37-__ 

9-__ 
16-__ 
23-__ 
30-__ 
37-__ 
44-FB 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 4-__ 5-__ 6-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.251 0.566 0.705 0.433 

1 pH of Water by Field Measurement 
pH SU 7.20 6.96 6.93 7.04 

1 Temperature of Water by Field Measurement 
Temperature Deg C 22.50 22.15 19.56 27.55 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.04 4.35 5.02 3.44 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 54.0 5.1 2.0 11.5 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 25 0.50 U 9.0 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 4-__ 5-__ 6-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 7-__ 8-__ 9-__ 10-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.381 0.572 0.586 0.844 

1 pH of Water by Field Measurement 
pH SU 6.32 6.89 6.61 6.87 

1 Temperature of Water by Field Measurement 
Temperature Deg C 23.86 30.98 20.92 22.07 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.51 2.19 4.23 4.93 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.0 3.6 4.1 5.1 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 3.5 11 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.66 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 7-__ 8-__ 9-__ 10-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 11-__ 11-FD 13-__ 14-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.409 0.409 0.286 0.346 

1 pH of Water by Field Measurement 
pH SU 6.95 6.95 7.13 7.08 

1 Temperature of Water by Field Measurement 
Temperature Deg C 20.80 20.80 20.32 25.04 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.90 3.90 3.44 4.62 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 22.2 22.2 0.4 0.8 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.85 0.92 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 11-__ 11-FD 13-__ 14-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 4.1 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 15-__ 16-__ 17-__ 18-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.894 0.383 0.451 0.352 

1 pH of Water by Field Measurement 
pH SU 6.70 6.89 6.84 8.45 

1 Temperature of Water by Field Measurement 
Temperature Deg C 18.36 15.70 20.81 30.38 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.56 8.89 6.85 7.83 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 14.3 37.9 5.6 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 34 10 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 15-__ 16-__ 17-__ 18-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 19-__ 20-__ 20-FD 22-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.341 0.423 0.423 0.732 

1 pH of Water by Field Measurement 
pH SU 8.22 7.00 7.00 8.78 

1 Temperature of Water by Field Measurement 
Temperature Deg C 31.39 29.71 29.71 21.70 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.36 6.02 6.02 7.21 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 8.8 30.8 30.8 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 65 59 110 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 4.0 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 19-__ 20-__ 20-FD 22-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 23-__ 24-__ 25-__ 26-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.283 0.433 0.620 0.441 

1 pH of Water by Field Measurement 
pH SU 8.73 6.84 7.13 8.17 

1 Temperature of Water by Field Measurement 
Temperature Deg C 24.12 19.40 19.19 24.89 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.24 5.08 5.60 3.86 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 1.3 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 23-__ 24-__ 25-__ 26-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 27-__ 28-__ 29-__ 30-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.342 0.286 0.737 0.312 

1 pH of Water by Field Measurement 
pH SU 6.17 7.17 7.99 8.45 

1 Temperature of Water by Field Measurement 
Temperature Deg C 16.06 17.22 22.58 24.24 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.62 2.93 4.06 4.99 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 47.4 7.4 6.2 27.4 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 4.6 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 27-__ 28-__ 29-__ 30-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 31-__ 32-__ 32-FD 34-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.345 0.566 0.566 0.915 

1 pH of Water by Field Measurement 
pH SU 7.17 6.59 6.59 7.15 

1 Temperature of Water by Field Measurement 
Temperature Deg C 25.29 20.14 20.14 12.84 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.82 4.29 4.29 5.42 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 7.8 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 86 90 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.70 0.81 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 31-__ 32-__ 32-FD 34-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 35-__ 36-__ 37-__ 38-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.856 0.973 0.651 0.753 

1 pH of Water by Field Measurement 
pH SU 7.18 7.17 7.22 6.77 

1 Temperature of Water by Field Measurement 
Temperature Deg C 11.08 12.47 18.27 19.74 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.75 8.29 5.82 4.50 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 35-__ 36-__ 37-__ 38-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 39-__ 39-FD 41-__ 42-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.461 0.461 0.393 0.598 

1 pH of Water by Field Measurement 
pH SU 7.46 7.46 7.87 6.86 

1 Temperature of Water by Field Measurement 
Temperature Deg C 23.52 23.52 24.55 29.19 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.92 4.92 5.86 4.38 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 24.5 24.5 43.6 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 39-__ 39-FD 41-__ 42-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 43-FB 44-FB 45-FB 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 
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ASR Number: 5067 RLAB Approved Sample Analysis Results 10/25/2010 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 43-FB 44-FB 45-FB 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5067 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



 

 

DECEMBER 2010 




United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 01/12/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5188 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5188 Summary of Project Information 01/12/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z01 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER GPRA PRC: 302DD2C 

Purpose: Site Characterization 

Quarterly monitoring well sampling - OU #01. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
U = The analyte was not detected at or above the reporting limit. 

UJ = The analyte was not detected at or above the reporting limit. The reporting
limit is an estimate. 
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ASR Number: 5188 Sample Information Summary 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-31C 12/14/2010 11:15 12/17/2010 

2 - __ Water MW-31A 12/14/2010 12:25 12/17/2010 

3 - __ Water MW-30E 12/14/2010 13:24 12/17/2010 

4 - __ Water MW-30D 12/14/2010 14:10 12/17/2010 

5 - __ Water MW-30C 12/14/2010 15:05 12/17/2010 

6 - __ Water MW-30A 12/14/2010 15:50 12/17/2010 

7 - __ Water MW-19C 12/14/2010 16:48 12/17/2010 

8 - __ Water MW-20E 12/15/2010 09:35 12/17/2010 

9 - __ Water MW-1A 12/15/2010 12:22 12/17/2010 

10 - __ Water MW-9A 12/15/2010 13:44 12/17/2010 

11 - __ Water MW-8A 12/15/2010 15:05 12/17/2010 

12 - __ Water MW-2A 12/15/2010 16:27 12/17/2010 

13 - __ Water MW-7B 12/16/2010 10:25 12/17/2010 

14 - __ Water MW-7A 12/16/2010 11:10 12/17/2010 

15 - __ Water MW-20C 12/16/2010 12:29 12/17/2010 

16 - __ Water MW-20D 12/16/2010 13:10 12/17/2010 

16 - FD Water MW-20D/Field Duplicate of 12/16/2010 13:10 12/17/2010
sample 16

18 - __ Water MW-20A 12/16/2010 14:00 12/17/2010 

19 - __ Water MW-19A 12/16/2010 14:55 12/17/2010 

20 - __ Water MW-5D 12/17/2010 09:00 12/21/2010 

21 - __ Water MW-5B 12/17/2010 10:20 12/21/2010 

21 - FD Water MW-5B/Field Duplicate of sample 12/17/2010 10:20 12/21/2010
21 

23 - __ Water MW-5A 12/17/2010 11:30 12/21/2010 

24 - __ Water MW-6E 12/17/2010 12/21/2010 

25 - __ Water MW-6D 12/17/2010 14:40 12/21/2010 

26 - __ Water MW-6A 12/17/2010 15:52 12/21/2010 

27 - __ Water MW-3E 12/18/2010 10:10 12/21/2010 

28 - __ Water MW-3B 12/18/2010 11:40 12/21/2010 

29 - __ Water MW-3A 12/18/2010 12:49 12/21/2010 

30 - __ Water MW-3D 12/18/2010 14:30 12/21/2010 

31 - __ Water Rolls Old Well 12/18/2010 15:38 12/21/2010 

32 - __ Water Rolls New Well 12/18/2010 15:45 12/21/2010 

33 - __ Water MW-4B 12/19/2010 08:45 12/21/2010 

33 - FD Water MW-4B/Field Duplicate of sample 12/19/2010 08:45 12/21/2010
33 

35 - __ Water MW-4A 12/19/2010 10:00 12/21/2010 

36 - __ Water MW-13E 12/19/2010 11:35 12/21/2010 

37 - __ Water MW-13C 12/19/2010 12:55 12/21/2010 

37 - FD Water MW-13C/Field Duplicate of sample 12/19/2010 12:55 12/21/2010
37 

43 - FB Water LDL VOA Trip Blank sample 12/16/2010 08:45 12/17/2010 

44 - FB Water LDL VOA Trip Blank sample 12/19/2010 14:50 12/21/2010 

45 - FB Water LDL VOA Trip Blank sample 12/19/2010 12/21/2010
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ASR Number: 5188 RLAB Approved Analysis Comments 01/12/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 16-FD 18-__ 
21-FD 23-__ 24-__ 25-__ 
29-__ 30-__ 33-__ 33-FD 
37-FD 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 16-FD 18-__ 
21-FD 23-__ 24-__ 25-__ 
29-__ 30-__ 33-__ 33-FD 
37-FD 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 16-FD 18-__ 
21-FD 23-__ 24-__ 25-__ 
29-__ 30-__ 33-__ 33-FD 
37-FD 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-__ 
19-__ 
26-__ 
35-__ 

5-__ 
12-__ 
19-__ 
26-__ 
35-__ 

5-__ 
12-__ 
19-__ 
26-__ 
35-__ 

5-__ 

6-__ 
13-__ 
20-__ 
27-__ 
36-__ 

6-__ 
13-__ 
20-__ 
27-__ 
36-__ 

6-__ 
13-__ 
20-__ 
27-__ 
36-__ 

6-__ 

7-__ 
14-__ 
21-__ 
28-__ 
37-__ 

7-__ 
14-__ 
21-__ 
28-__ 
37-__ 

7-__ 
14-__ 
21-__ 
28-__ 
37-__ 

7-__
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ASR Number: 5188 RLAB Approved Analysis Comments 01/12/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
15-__ 16-__ 16-FD 18-__ 19-__ 20-__ 21-__ 
21-FD 23-__ 24-__ 25-__ 26-__ 27-__ 28-__ 
29-__ 30-__ 33-__ 33-FD 35-__ 36-__ 37-__ 
37-FD 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
15-__ 16-__ 16-FD 18-__ 19-__ 20-__ 21-__ 
21-FD 23-__ 24-__ 25-__ 26-__ 27-__ 28-__ 
29-__ 30-__ 33-__ 33-FD 35-__ 36-__ 37-__ 
37-FD 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Contract Lab Program (Out-Source) 

Method: CLP Statement of Work 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
15-__ 16-__ 16-FD 18-__ 19-__ 20-__ 21-__ 
21-FD 23-__ 24-__ 25-__ 26-__ 27-__ 28-__ 
29-__ 30-__ 31-__ 32-__ 33-__ 33-FD 35-__ 
36-__ 37-__ 37-FD 43-FB 44-FB 45-FB

Comments: 
Dilutions were necessary due to high levels of carbon tetrachloride in samples -6, -28, -33
and -33FD for this analysis. This increased the reporting limits by a factor of 2.5 times for
sample -6; by a factor of 2 times for sample -28; and by a factor of 7.7 times for samples
-33 and -33FD. 

The %D for bromomethane (-68.8% vs. ± 50%) was below control limits on the closing CC
of 12/28/10. Bromomethane was UJ-coded in samples -1, -3, -4, -5, -7, -8, -9, -10, -12, 
13, -14, -15, -16, -16FD, -18 and -43FB. This analyte was not found in the samples at or
above the reporting limits; however, the reporting limits are an estimate (UJ-coded) due to
the continuing calibration check not meeting accuracy specifications. The actual reporting
limits for this analyte may be higher than the reported values. 

A high recovery was reported for chloroform-d (control limits = 78% - 121%) in sample 
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ASR Number: 5188 RLAB Approved Analysis Comments 01/12/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

and -37 (128%). Chloroform was J-coded in sample -37. Although the analyte in
question has been positively identified in the sample, the quantitation is an estimate (J
coded) due to high recovery of a surrogate analyte in this sample. The actual 
concentration for this analyte may be lower than the reported value. 

Slight acetone and carbon disulfide contamination was found in the laboratory method
blanks at levels below the CRQL. Only samples containing these analytes at levels greater
than ten times the contamination level of the method blank are reported without being
qualified. Acetone and carbon disulfide were U-coded in sample -4. 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.710 0.958 0.696 0.764 

1 pH of Water by Field Measurement 
pH SU 6.89 6.91 7.65 6.63 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.18 9.43 10.10 10.36 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.45 0.00 9.91 0.00 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 1.6 6.1 1.7 13.7 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.6 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 UJ 0.50 U 0.50 UJ 0.50 UJ 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 20 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.80 U 

Carbon Tetrachloride ug/L 0.50 U 16 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 22 3.6 5.8 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 7.3 0.50 U 5.1 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 3.8 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.714 0.734 0.753 0.621 

1 pH of Water by Field Measurement 
pH SU 8.03 7.50 7.28 7.48 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.47 10.43 9.60 6.77 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 11.94 0.00 0.00 4.07 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.7 2.9 1.5 1.4 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 13 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 UJ 1.3 U 0.50 UJ 0.50 UJ 

2-Butanone ug/L 5.0 U 13 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 1.2 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 390 0.94 0.50 U 

Chlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Chloroform ug/L 1.4 5.8 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 13 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 1.2 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

Methylene Chloride ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 13 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 1.2 U 0.50 U 0.60 

1,2,3-Trichlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 1.3 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.818 0.931 1.37 0.753 

1 pH of Water by Field Measurement 
pH SU 7.11 7.38 7.30 6.89 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.38 10.19 11.23 10.40 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.21 4.55 3.48 3.22 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 9.6 1.2 1.2 0.9 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 UJ 0.50 UJ 0.50 U 0.50 UJ 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 1.2 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.883 0.850 0.690 0.649 

1 pH of Water by Field Measurement 
pH SU 7.06 7.20 7.35 6.91 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.39 10.66 10.12 10.04 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.59 2.87 4.62 0.00 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.8 1.6 2.1 14.5 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 UJ 0.50 UJ 0.50 UJ 0.50 UJ 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 6.9 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 3.9 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.67 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 16-FD 18-__ 19-__ 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.649 0.832 1.08 0.596 

1 pH of Water by Field Measurement 
pH SU 6.91 8.43 7.47 7.02 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.04 9.99 9.45 9.02 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 0.00 0.00 4.21 7.17 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 14.5 6.3 2.2 4.3 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 UJ 0.50 UJ 0.50 UJ 0.50 U 

2-Butanone ug/L 6.4 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 58 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 2.5 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 3.9 1.8 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 16-FD 18-__ 19-__ 20-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.67 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 4.2 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 21-FD 23-__ 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.919 0.919 0.866 0.347 

1 pH of Water by Field Measurement 
pH SU 7.15 7.15 7.30 7.56 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.08 10.08 8.68 9.01 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.23 5.23 5.82 7.72 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 8.9 8.9 8.2 10.2 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 33 30 11 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 21-FD 23-__ 24-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.563 0.911 0.723 0.923 

1 pH of Water by Field Measurement 
pH SU 7.36 7.14 7.88 7.18 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.92 9.98 9.18 10.55 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.96 5.09 7.54 7.72 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 13.8 17.4 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 1500 10 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 10 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Carbon Tetrachloride ug/L 0.50 U 19 0.50 U 350 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 1.1 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 10 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 10 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 1.0 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.937 0.704 

1 pH of Water by Field Measurement 
pH SU 7.28 7.29 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.19 10.67 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.29 2.82 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 1.6 0.50 U 36 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 33-FD 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.926 0.926 0.930 0.613 

1 pH of Water by Field Measurement 
pH SU 6.83 6.83 7.09 7.43 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.89 10.89 9.27 9.17 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.95 8.95 6.62 11.64 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 39 U 39 U 5.0 U 5.0 U 

Benzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Bromochloromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Bromoform ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Bromomethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

2-Butanone ug/L 39 U 39 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 1300 1300 6.8 0.50 U 

Chlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Chloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Chloroform ug/L 3.8 U 3.8 U 0.62 0.50 U 

Chloromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Cyclohexane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

2-Hexanone ug/L 39 U 39 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Methyl Acetate ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 3.8 U 3.8 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 33-FD 35-__ 36-__ 

Methylene Chloride ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 39 U 39 U 5.0 U 5.0 U 

Styrene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Toluene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Trichloroethene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 

o-Xylene ug/L 3.9 U 3.9 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 37-FD 43-FB 44-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.644 0.644 

1 pH of Water by Field Measurement 
pH SU 7.36 7.36 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.85 8.85 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 9.44 9.44 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 UJ 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 160 150 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.94 J 0.85 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 37-FD 43-FB 44-FB 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 45-FB 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 

Benzene ug/L 0.50 U 

Bromochloromethane ug/L 0.50 U 

Bromodichloromethane ug/L 0.50 U 

Bromoform ug/L 0.50 U 

Bromomethane ug/L 0.50 U 

2-Butanone ug/L 5.0 U 

Carbon Disulfide ug/L 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 

Chlorobenzene ug/L 0.50 U 

Chloroethane ug/L 0.50 U 

Chloroform ug/L 0.50 U 

Chloromethane ug/L 0.50 U 

Cyclohexane ug/L 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 

Dibromochloromethane ug/L 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 

Ethyl Benzene ug/L 0.50 U 

2-Hexanone ug/L 5.0 U 

Isopropylbenzene ug/L 0.50 U 

Methyl Acetate ug/L 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 

Methylcyclohexane ug/L 0.50 U 

Methylene Chloride ug/L 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 

Styrene ug/L 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 

Tetrachloroethene ug/L 0.50 U 

Toluene ug/L 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 
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ASR Number: 5188 RLAB Approved Sample Analysis Results 01/12/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 45-FB 

Trichloroethene ug/L 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 

Vinyl Chloride ug/L 0.50 U 

m and/or p-Xylene ug/L 0.50 U 

o-Xylene ug/L 0.50 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5188 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 01/19/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5187 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5187 Summary of Project Information 01/19/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z02 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Purpose: Site Characterization GPRA PRC: 302DD2C 

Quarterly monitoring well sampling - OU #02. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
U = The analyte was not detected at or above the reporting limit. 
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ASR Number: 5187 Sample Information Summary 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-44D 12/14/2010 11:20 12/17/2010 

2 - __ Water MW-44E 12/14/2010 13:00 12/17/2010 

3 - __ Water MW-42D 12/14/2010 15:20 12/17/2010 

4 - __ Water MW-42E 12/14/2010 17:10 12/17/2010 

5 - __ Water MW-17A 12/15/2010 09:00 12/17/2010 

6 - __ Water MW-17D 12/15/2010 10:15 12/17/2010 

7 - __ Water MW-17C 12/15/2010 11:25 12/17/2010 

8 - __ Water MW-18D 12/15/2010 13:35 12/17/2010 

9 - __ Water MW-18A 12/15/2010 14:40 12/17/2010 

10 - __ Water MW-18C 12/15/2010 16:20 12/17/2010 

11 - __ Water MW-106A 12/16/2010 09:20 12/17/2010 

12 - __ Water MW-106D 12/16/2010 11:35 12/17/2010 

13 - __ Water MW-106C 12/16/2010 13:35 12/17/2010 

14 - __ Water MW-45C 12/16/2010 15:10 12/17/2010 

14 - FD Water MW-45C/Field Duplicate of sample 12/16/2010 15:10 12/17/2010
14 

16 - __ Water MW-45D 12/16/2010 17:00 12/21/2010 

17 - __ Water Rinsate sample 12/16/2010 17:25 12/21/2010 

18 - __ Water MW-12C 12/17/2010 09:35 12/21/2010 

18 - FD Water MW-12C/Field Duplicate of sample 12/17/2010 09:35 12/21/2010
18 

20 - __ Water MW-12A 12/17/2010 11:00 12/21/2010 

21 - __ Water MW-12D 12/17/2010 12:05 12/21/2010 

22 - __ Water MW-105D 12/17/2010 14:00 12/21/2010 

22 - FD Water MW-105D/Field Duplicate of 12/17/2010 14:00 12/21/2010
sample 22

24 - __ Water MW-105C 12/17/2010 16:30 12/21/2010 

25 - __ Water MW-105A 12/18/2010 09:55 12/21/2010 

26 - __ Water MW-46D2 12/18/2010 11:35 12/21/2010 

27 - __ Water MW-46D1 12/18/2010 14:15 12/21/2010 

28 - __ Water MW-14A 12/18/2010 17:05 12/21/2010 

29 - __ Water MW-104D 12/19/2010 08:50 12/21/2010 

30 - __ Water MW-104C 12/19/2010 10:25 12/21/2010 

30 - FD Water MW-104C/Field Duplicate of 12/19/2010 10:25 12/21/2010
sample 30

32 - __ Water MW-104A 12/19/2010 11:40 12/21/2010 

33 - __ Water MW-41D1 12/19/2010 13:35 12/21/2010 

34 - __ Water MW-41D2 12/19/2010 15:15 12/21/2010 

35 - __ Water MW-11A 12/19/2010 17:10 12/21/2010 

36 - __ Water MW-16C 12/20/2010 09:00 12/21/2010 

37 - __ Water MW-16A 12/20/2010 10:07 12/21/2010 

38 - __ Water MW-43E 12/20/2010 09:25 12/21/2010 

39 - __ Water MW-43D 12/20/2010 10:35 12/21/2010 

41 - __ Water MW-10B 12/19/2010 15:15 12/21/2010 

42 - __ Water MW-10A 12/19/2010 16:37 12/21/2010 

43 - FB Water LDL VOA Trip Blank sample 12/15/2010 13:10 12/17/2010
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12/21/2010

ASR Number: 5187 Sample Information Summary 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

44 - FB Water LDL VOA Trip Blank sample 12/19/2010 19:10 
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ASR Number: 5187 RLAB Approved Analysis Comments 01/19/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
14-FD 16-__ 18-__ 18-FD 
22-FD 24-__ 25-__ 26-__ 
30-__ 30-FD 32-__ 33-__ 
37-__ 38-__ 39-__ 41-__ 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
14-FD 16-__ 18-__ 18-FD 
22-FD 24-__ 25-__ 26-__ 
30-__ 30-FD 32-__ 33-__ 
37-__ 38-__ 39-__ 41-__ 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
14-FD 16-__ 18-__ 18-FD 
22-FD 24-__ 25-__ 26-__ 
30-__ 30-FD 32-__ 33-__ 
37-__ 38-__ 39-__ 41-__ 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-__ 
20-__ 
27-__ 
34-__ 
42-__ 

5-__ 
12-__ 
20-__ 
27-__ 
34-__ 
42-__ 

5-__ 
12-__ 
20-__ 
27-__ 
34-__ 
42-__ 

5-__ 

6-__ 
13-__ 
21-__ 
28-__ 
35-__ 

6-__ 
13-__ 
21-__ 
28-__ 
35-__ 

6-__ 
13-__ 
21-__ 
28-__ 
35-__ 

6-__ 

7-__ 
14-__ 
22-__ 
29-__ 
36-__ 

7-__ 
14-__ 
22-__ 
29-__ 
36-__ 

7-__ 
14-__ 
22-__ 
29-__ 
36-__ 

7-__
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ASR Number: 5187 RLAB Approved Analysis Comments 01/19/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
14-FD 16-__ 18-__ 18-FD 20-__ 21-__ 22-__ 
22-FD 24-__ 25-__ 26-__ 27-__ 28-__ 29-__ 
30-__ 30-FD 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 38-__ 39-__ 41-__ 42-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
14-FD 16-__ 18-__ 18-FD 20-__ 21-__ 22-__ 
22-FD 24-__ 25-__ 26-__ 27-__ 28-__ 29-__ 
30-__ 30-FD 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 38-__ 39-__ 41-__ 42-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Contract Lab Program (Out-Source) 

Method: CLP Statement of Work 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 13-__ 14-__ 
14-FD 16-__ 17-__ 18-__ 18-FD 20-__ 21-__ 
22-__ 22-FD 24-__ 25-__ 26-__ 27-__ 28-__ 
29-__ 30-__ 30-FD 32-__ 33-__ 34-__ 35-__ 
36-__ 37-__ 38-__ 39-__ 41-__ 42-__ 43-FB 
44-FB

Comments: 
A dilution was necessary due to high levels of carbon tetrachloride in sample -27 for this
analysis. This increased the reporting limits by a factor of 2.9 times for this sample. 

A high recovery was reported for chloroform-d (control limits = 78% - 121%) in samples -3
(130%).
Chloroform was J-coded in sample -3. Although the analyte in question has been positively
identified in the sample, the quantitation is an estimate (J-coded) due to high recovery of a
surrogate analyte in this sample. The actual concentration for this analyte may be lower
than the reported value. 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.397 0.337 0.505 0.427 

1 pH of Water by Field Measurement 
pH SU 7.25 7.48 7.00 7.20 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.75 9.95 10.92 9.85 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.44 3.76 5.96 3.21 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 19.1 1.6 2.0 32.6 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 13 0.50 U 15 J 50 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.874 0.296 0.676 0.538 

1 pH of Water by Field Measurement 
pH SU 7.26 7.45 7.34 7.31 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.91 8.94 9.81 11.06 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.94 3.72 7.52 6.59 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 1.2 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.85 0.50 U 37 23 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.407 0.729 0.844 0.383 

1 pH of Water by Field Measurement 
pH SU 6.53 7.13 7.11 7.31 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.49 10.31 10.00 9.80 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.45 6.30 7.94 5.70 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 9.7 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 14-FD 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.564 0.693 0.693 0.562 

1 pH of Water by Field Measurement 
pH SU 7.04 7.33 7.33 7.39 

1 Temperature of Water by Field Measurement 
Temperature Deg C 12.33 11.07 11.07 9.68 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.92 9.07 9.07 4.21 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 25.0 25.0 0.5 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 14-FD 16-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 18-FD 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.781 0.781 1.15 

1 pH of Water by Field Measurement 
pH SU 6.82 6.82 7.29 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.22 9.22 10.31 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.72 6.72 4.88 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 20 23 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 1.3 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 1.5 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 18-FD 20-__ 

Methylene Chloride ug/L 0.83 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.539 0.465 0.465 0.803 

1 pH of Water by Field Measurement 
pH SU 6.99 7.16 7.16 6.88 

1 Temperature of Water by Field Measurement 
Temperature Deg C 11.16 10.71 10.71 10.19 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.49 4.59 4.59 6.06 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 1.4 17 16 170 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 1.7 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.879 0.503 0.627 0.909 

1 pH of Water by Field Measurement 
pH SU 7.08 7.28 7.11 6.82 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.96 9.60 12.93 5.72 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.24 5.79 1.82 4.97 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 2.2 12.5 49.1 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 15 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 15 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 150 470 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Chloroform ug/L 0.50 U 1.0 5.9 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 1.4 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 15 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 1.4 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 15 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 1.5 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 30-FD 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.347 0.435 0.435 0.876 

1 pH of Water by Field Measurement 
pH SU 6.48 7.09 7.09 6.87 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.67 11.55 11.55 11.38 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.02 2.82 2.82 6.39 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 30-FD 32-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 9.8 9.9 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.713 0.317 0.729 0.864 

1 pH of Water by Field Measurement 
pH SU 6.89 7.08 6.80 6.74 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.79 9.43 11.31 9.20 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.00 2.99 5.03 5.68 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 12.7 18.4 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 1.2 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 39-__ 41-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 1.02 0.419 0.585 0.827 

1 pH of Water by Field Measurement 
pH SU 6.89 7.19 7.12 7.12 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.12 7.17 6.40 10.59 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.90 8.49 7.00 7.15 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 5.6 5.1 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 1.0 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 39-__ 41-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 42-__ 43-FB 44-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.947 

1 pH of Water by Field Measurement 
pH SU 7.11 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.29 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.23 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.54 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 
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ASR Number: 5187 RLAB Approved Sample Analysis Results 01/19/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 42-__ 43-FB 44-FB 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5187 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



 

 

SEPTEMBER 2011
 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 11/07/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5511 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5511 Summary of Project Information 11/07/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z01 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER GPRA PRC: 303DD2 

Purpose: Site Characterization 

Semi-annual monitoring well sampling - OU #01. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank mg/L = Milligrams per Liter 
FD = Field Duplicate SU = Standard Units (pH) 

umhos/cm = Micromhos per Centimeter 
ug/L = Micrograms per Liter 
NTU = Nephelometric Turbidity Units 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
U = The analyte was not detected at or above the reporting limit. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
UJ = The analyte was not detected at or above the reporting limit. The reporting

limit is an estimate. 
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ASR Number: 5511 Sample Information Summary 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-31C 09/27/2011 12:55 09/29/2011 

2 - __ Water MW-31A 09/27/2011 13:55 09/29/2011 

3 - __ Water MW-30E 09/27/2011 14:50 09/29/2011 

4 - __ Water MW-30D 09/27/2011 16:00 09/29/2011 

5 - __ Water MW-30C 09/27/2011 17:00 09/29/2011 

5 - FD Water MW-30C/Field Duplicate of sample 09/27/2011 17:00 09/29/2011
5 

7 - __ Water MW-30A 09/27/2011 17:55 09/29/2011 

8 - __ Water MW-20E 09/28/2011 08:30 09/29/2011 

9 - __ Water MW-20D 09/28/2011 09:35 09/29/2011 

10 - __ Water MW-20C 09/28/2011 10:30 09/29/2011 

11 - __ Water MW-20A 09/28/2011 12:10 09/29/2011 

12 - __ Water MW-19C 09/28/2011 14:10 09/29/2011 

13 - __ Water MW-19A 09/28/2011 13:15 09/29/2011 

14 - __ Water MW-1A 09/28/2011 16:00 09/29/2011 

15 - __ Water MW-9A 09/28/2011 17:30 09/30/2011 

16 - __ Water MW-6D 09/29/2011 09:35 09/30/2011 

17 - __ Water MW-6A 09/28/2011 10:35 09/30/2011 

18 - __ Water MW-6E 09/29/2011 11:40 09/30/2011 

19 - __ Water MW-7A 09/29/2011 13:00 09/30/2011 

20 - __ Water MW-7B 09/29/2011 14:00 09/30/2011 

21 - __ Water MW-13E 09/29/2011 15:30 09/30/2011 

22 - __ Water MW-13C 09/29/2011 17:30 10/03/2011 

22 - FD Water MW-13C/Field Duplicate of sample 09/29/2011 17:30 10/03/2011
22 

24 - __ Water MW-3B 09/30/2011 10:25 10/03/2011 

25 - __ Water Dean Rolls Old Well 09/30/2011 09:25 10/03/2011 

26 - __ Water Dean Rolls New Well 09/30/2011 09:30 10/03/2011 

27 - __ Water MW-3A 09/30/2011 12:40 10/03/2011 

28 - __ Water MW-3E 09/30/2011 13:50 10/03/2011 

29 - __ Water MW-3D 09/30/2011 14:55 10/03/2011 

30 - __ Water MW-8A 09/30/2011 17:10 10/03/2011 

31 - __ Water MW-5B 10/01/2011 08:35 10/03/2011 

32 - __ Water MW-5A 10/01/2011 10:10 10/03/2011 

33 - __ Water MW-5D 10/01/2011 11:20 10/03/2011 

34 - __ Water MW-2A 10/01/2011 12:35 10/03/2011 

35 - __ Water MW-49B 10/01/2011 13:45 10/03/2011 

36 - __ Water MW-49C 10/01/2011 15:15 10/03/2011 

37 - __ Water MW-49D 10/01/2011 16:35 10/03/2011 

38 - __ Water MW-4B 10/02/2011 11:55 10/03/2011 

38 - FD Water MW-4B/Field Duplicate of sample 10/02/2011 11:55 10/03/2011
38 

40 - __ Water MW-50C 10/02/2011 14:10 10/03/2011 

40 - FD Water MW-50C/Field Duplicate of sample 10/02/2011 14:10 10/03/2011
40 

42 - __ Water MW-50B 10/02/2011 15:15 10/03/2011
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ASR Number: 5511 Sample Information Summary 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

43 - __ Water MW-47B 10/03/2011 09:50 10/04/2011 

44 - __ Water MW-47C 10/03/2011 10:00 10/04/2011 

45 - __ Water MW-50D 10/02/2011 16:55 10/03/2011 

46 - __ Water MW-47D 10/03/2011 11:00 10/04/2011 

47 - __ Water MW-51C 10/03/2011 13:10 10/04/2011 

48 - __ Water MW-51D 10/03/2011 12:40 10/04/2011 

49 - __ Water MW-48D 10/03/2011 14:40 10/04/2011 

51 - __ Water Rinsate Blank sample 10/03/2011 15:15 10/04/2011 

55 - __ Water MW-4A 10/02/2011 11:10 10/03/2011 

57 - __ Water MW-48C 10/02/2011 13:35 10/03/2011 

57 - FD Water MW-48C/Field Duplicate of sample 10/02/2011 13:35 10/03/2011
57 

59 - __ Water MW-48B 10/02/2011 15:20 10/04/2011 

60 - __ Water MW-51B 10/02/2011 16:55 10/03/2011 

61 - FB Water LDL VOA Trip Blank sample 09/28/2011 08:00 09/29/2011 

62 - FB Water LDL VOA Trip Blank sample 09/30/2011 08:00 10/03/2011 

63 - FB Water LDL VOA Trip Blank sample 10/01/2011 08:00 10/03/2011 

64 - FB Water LDL VOA Trip Blank sample 10/03/2011 08:00 10/04/2011
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ASR Number: 5511 RLAB Approved Analysis Comments 11/07/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 Conductivity by Field Measurement 

(Field Measurement)Lab: 

Measurement of field parameterMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
55-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
57-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-FD 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
59-__ 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
60-__ 

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 

Comments: 
(N/A) 

1 pH of Water by Field Measurement 

(Field Measurement)Lab: 

Measurement of field parameterMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
55-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
57-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-FD 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
59-__ 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
60-__ 

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 

Comments: 
(N/A) 

1 Temperature of Water by Field Measurement 

(Field Measurement)Lab: 

Measurement of field parameterMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
55-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
57-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-FD 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
59-__ 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
60-__

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 

Comments: 
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ASR Number: 5511 RLAB Approved Analysis Comments 11/07/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

(N/A) 

1 Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement)Lab: 

Measurement of field parameterMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
55-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
57-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-FD 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
59-__ 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
60-__ 

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

(Field Measurement)Lab: 

Measurement of field parameterMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
55-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
57-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-FD 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
59-__ 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
60-__ 

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Region 7 EPA Laboratory - Kansas City, Ks.Lab: 

EPA Region 7 RLAB Method 3230.13EMethod: 

Samples: 1-__ 
8-__ 
15-__ 
22-__ 
29-__ 
36-__ 
43-__ 
51-__ 

2-__ 
9-__ 
16-__ 
22-FD 
30-__ 
37-__ 
44-__ 
55-__ 

3-__ 
10-__ 
17-__ 
24-__ 
31-__ 
38-__ 
45-__ 
57-__ 

4-__ 
11-__ 
18-__ 
25-__ 
32-__ 
38-FD 
46-__ 
57-FD 

5-__ 
12-__ 
19-__ 
26-__ 
33-__ 
40-__ 
47-__ 
59-__ 

5-FD 
13-__ 
20-__ 
27-__ 
34-__ 
40-FD 
48-__ 
60-__ 

7-__ 
14-__ 
21-__ 
28-__ 
35-__ 
42-__ 
49-__ 
61-FB
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ASR Number: 5511 RLAB Approved Analysis Comments 11/07/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 62-FB 63-FB 64-FB

Comments: 
Sample 62FB was analyzed past the 14-day holding time, as it was not found in the EPA
refrigerators. It was later found in the Contractor lab and analyzed. The values have been 
UJ-coded, as there were no hits. 

Sample 49 was not preserved to a pH less than 2. As it was analyzed within 7 days of
sampling, no coding was required. 

Several samples had bubbles in the vials. Samples 3 and 21 had a large enough bubble
that the samples needed to be coded: UJ-coded for non-detects, J-coded for hits. Samples
4, 5 and 5FD had small bubbles but were not coded. 

Acetone, 2-Butanone, 2-Hexanone, Bromoform, 1,2-Dibromo-3-Chloropropane,
Naphthalene and 1,2,3-Trichlorobenzene were UJ-coded in samples 1-5 and 7-18. These 
analytes were not found in the samples at or above the reporting limit, however, the
reporting limit is an estimate (UJ-coded) due to the continuing calibration check not
meeting accuracy specifications. 2-Butanone and 1,2,3-Trichlorobenzene had low recovery
in the laboratory control sample. 1,2,3-Trichlorobenzene had low recovery in the matrix
spike and spike duplicate of sample 1. The actual reporting limit for these analytes may be
higher than the reported value. 

2-Butanone was J-coded in sample 9. Although the analyte in question has been positively
identified in the samples, the quantitation is an estimate (J-coded) due to the continuing
calibration check not meeting accuracy specifications. The actual concentration for this 
analyte may be higher than the reported value. 

Acetone, 2-Butanone, cis-1,3-Dichloropropene, trans-1,3-Dichloropropene,
Dibromochloromethane, Bromoform, 1,2-Dibromo-3-Chloropropane, Naphthalene and 
1,2,3-Trichlorobenzene were UJ-coded in samples 19-21, 5FD and 61-FB. These analytes
were not found in the samples at or above the reporting limit, however, the reporting limit
is an estimate (UJ-coded) due to the continuing calibration check not meeting accuracy
specifications. 1,2-Dibromo-3-Chloropropane and 1,2,3-Trichlorobenzene had low recovery
in the laboratory control sample. The actual reporting limit for this analyte may be higher
than the reported value. 

Acetone, 2-Butanone, Dibromochloromethane, Bromoform, 1,2-Dibromo-3-Chloropropane,
Naphthalene and 1,2,3-Trichlorobenzene were UJ-coded in samples 22, 22FD, 24-37 and
59. These analytes were not found in the samples at or above the reporting limit, however,
the reporting limit is an estimate (UJ-coded) due to the continuing calibration check not
meeting accuracy specifications. 1,2-Dibromo-3-Chloropropane and 1,2,3
Trichlorobenzene had low recovery in the laboratory control sample. Bromoform, 1,2
Dibromo-3-Chloropropane, Dibromochloromethane and 1,2,3-Trichlorobenzene had low
recovery in the matrix spike and spike duplicate of sample 28. The actual reporting limit
for these analytes may be higher than the reported value. 

Acetone was J-coded in sample 28. Although the analyte in question has been positively
identified in the samples, the quantitation is an estimate (J-coded) due to the continuing 
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ASR Number: 5511 RLAB Approved Analysis Comments 11/07/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

calibration check not meeting accuracy specifications. The actual concentration for this 
analyte may be higher than the reported value. 

Carbon Tetrachloride was J-coded in samples: 7, 13 and 25, 31 and 32 and UJ-coded in 26
30, 33, 34, 36 and 37, due to the continuing calibration check not meeting accuracy
specifications. The actual reporting limit or value for this analyte may be higher than the
reported value. 

Acetone, 2-Butanone, 2-Hexanone, Dibromochloromethane, Bromoform, 1,2-Dibromo-3
Chloropropane, Naphthalene and 1,2,3-Trichlorobenzene were UJ-coded in samples 38,
38FD, 40, 40FD, 42, 45, 55, 57, 57FD, 60, 63FB and 64FB. These analytes were not found
in the samples at or above the reporting limit, however, the reporting limit is an estimate
(UJ-coded) due to the continuing calibration check not meeting accuracy specifications.
Acetone, 2-Hexanone, Dibromochloromethane, Bromoform, 1,2-Dibromo-3-Chloropropane,
Naphthalene and 1,2,3-Trichlorobenzene had low recovery in the laboratory control sample.
Bromoform and 1,2,3-Trichlorobenzene had low recovery in the matrix spike and/or the

spike duplicate of sample 55. The actual reporting limit for these analytes may be higher
than the reported value. 

Acetone, Bromoform, 1,2-Dibromo-3-Chloropropane and 1,2,3-Trichlorobenzene were UJ-
coded in samples 43, 44, 46-49 and 51. These analytes were not found in the samples at
or above the reporting limit, however, the reporting limit is an estimate (UJ-coded) due to
the continuing calibration check not meeting accuracy specifications. Bromoform and 
1,2,3-Trichlorobenzene had low recovery in the laboratory control sample. The actual 
reporting limit for these analytes may be higher than the reported value. 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.386 0.878 0.559 0.701 

1 pH of Water by Field Measurement 
pH SU 6.77 6.75 7.4 6.50 

1 Temperature of Water by Field Measurement 
Temperature Deg C 14.37 15.09 13.83 13.52 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.68 0.70 13.32 3.88 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.31 0.93 0.31 13.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.1 1.0 UJ 1.0 

Carbon Tetrachloride ug/L 1.0 U 7.5 1.0 UJ 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Chloroform ug/L 1.0 U 16 1.8 J 3.4 

Chloromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 UJ 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 UJ 2.1 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 UJ 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 5-FD 7-__ 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.663 0.663 0.676 0.448 

1 pH of Water by Field Measurement 
pH SU 7.56 7.56 6.88 7.47 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.97 13.97 14.67 12.11 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 12.93 12.93 7.28 7.05 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.45 0.45 1.16 0.37 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 2.5 1.0 U 3.2 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 160 J 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 4.4 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 UJ 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 UJ 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 UJ 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 U 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 5-FD 7-__ 8-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.456 0.524 0.735 0.744 

1 pH of Water by Field Measurement 
pH SU 6.56 6.88 6.85 6.68 

1 Temperature of Water by Field Measurement 
Temperature Deg C 12.54 13.27 16.80 15.16 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 1.04 8.66 1.05 8.45 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.51 0.31 1.09 0.11 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 10 J 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.1 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.2 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 1.027 0.716 0.909 0.556 

1 pH of Water by Field Measurement 
pH SU 6.93 6.86 7.15 6.74 

1 Temperature of Water by Field Measurement 
Temperature Deg C 17.83 15.26 14.29 13.54 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.20 7.95 9.29 7.61 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.30 2.50 3.16 9.92 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 70 J 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 4.1 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 6.2 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.833 0.346 0.810 0.798 

1 pH of Water by Field Measurement 
pH SU 6.71 7.08 6.77 6.73 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.68 15.88 12.87 14.02 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.92 4.13 8.51 7.05 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 1.14 2.48 0.51 0.25 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 9.8 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 UJ 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 UJ 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.625 0.616 0.616 0.803 

1 pH of Water by Field Measurement 
pH SU 7.10 7.02 7.02 6.80 

1 Temperature of Water by Field Measurement 
Temperature Deg C 15.70 14.71 14.71 12.88 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 11.53 12.95 12.95 8.78 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 2.95 0.45 0.45 0.43 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 UJ 130 130 53 

Chlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 U 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 UJ 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

4-Methyl-2-Pentanone ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 UJ 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.977 0.498 0.889 0.539 

1 pH of Water by Field Measurement 
pH SU 7.06 7.23 6.81 7.60 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.35 12.37 14.12 14.07 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.63 6.87 9.01 2.61 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 5.36 2.54 3.06 0.37 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 9.0 J 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 13 J 1.0 UJ 1.0 UJ 1.0 UJ 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 27-__ 28-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.564 1.150 0.865 0.793 

1 pH of Water by Field Measurement 
pH SU 6.85 6.86 6.78 6.90 

1 Temperature of Water by Field Measurement 
Temperature Deg C 15.29 15.25 12.18 14.38 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.05 8.22 9.47 8.84 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 2.11 0.58 2.00 3.51 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 UJ 1.0 U 19 J 4.1 J 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.563 0.686 0.701 0.615 

1 pH of Water by Field Measurement 
pH SU 6.83 6.49 6.79 6.77 

1 Temperature of Water by Field Measurement 
Temperature Deg C 14.56 15.13 16.21 14.50 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 11.82 8.54 8.63 8.36 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.02 1.86 0.39 5.28 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 UJ 1.0 UJ 43 1.0 UJ 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 38-FD 40-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.545 0.786 0.786 0.648 

1 pH of Water by Field Measurement 
pH SU 6.8 6.92 6.92 7.13 

1 Temperature of Water by Field Measurement 
Temperature Deg C 14.52 13.56 13.56 18.17 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.13 11.75 11.75 15.42 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 11.7 3.11 3.11 12.7 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.5 1.5 1.0 U 

Carbon Tetrachloride ug/L 1.0 UJ 640 630 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.3 1.3 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 UJ 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 38-FD 40-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 40-FD 42-__ 43-__ 44-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.648 0.543 0.880 0.780 

1 pH of Water by Field Measurement 
pH SU 7.13 6.96 6.91 6.72 

1 Temperature of Water by Field Measurement 
Temperature Deg C 18.17 18.39 13.54 14.96 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 15.42 7.68 9.23 7.88 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 12.7 2.85 1.78 0.25 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 8.4 59 6.2 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 4.6 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 40-FD 42-__ 43-__ 44-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.4 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 45-__ 46-__ 47-__ 48-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.537 0.628 0.697 0.673 

1 pH of Water by Field Measurement 
pH SU 14.63 6.93 7.55 7.60 

1 Temperature of Water by Field Measurement 
Temperature Deg C 14.63 14.99 16.32 15.43 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.96 8.15 7.55 10.31 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 13.6 2.12 4.85 3.49 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 U 2.0 U 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 45-__ 46-__ 47-__ 48-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 49-__ 51-__ 55-__ 57-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.679 0.764 0.689 

1 pH of Water by Field Measurement 
pH SU 7.27 6.84 6.83 

1 Temperature of Water by Field Measurement 
Temperature Deg C 16.37 15.00 20.68 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 14.33 8.46 7.20 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 3.38 1.27 45.6 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 21 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 5.7 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 U 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 49-__ 51-__ 55-__ 57-__ 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 57-FD 59-__ 60-__ 61-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.689 0.887 0.724 

1 pH of Water by Field Measurement 
pH SU 6.83 6.98 7.07 

1 Temperature of Water by Field Measurement 
Temperature Deg C 20.68 19.55 19.37 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.20 8.28 10.34 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 45.6 17.6 1.10 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.2 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 2.1 2.6 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 680 1200 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 2.2 15 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.2 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 UJ 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 UJ 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 U 2.0 U 2.0 UJ 2.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 57-FD 59-__ 60-__ 61-FB 

4-Methyl-2-Pentanone ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 62-FB 63-FB 64-FB 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 UJ 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 UJ 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 UJ 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 UJ 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 UJ 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 

Chloroethane ug/L 1.0 UJ 1.0 U 1.0 U 

Chloroform ug/L 1.0 UJ 1.0 U 1.0 U 

Chloromethane ug/L 1.0 UJ 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromoethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 UJ 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 UJ 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 UJ 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 UJ 1.0 U 1.0 U 

2-Hexanone ug/L 2.0 UJ 2.0 UJ 2.0 UJ 

Isopropylbenzene ug/L 1.0 UJ 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 UJ 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 UJ 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 UJ 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 UJ 1.0 U 1.0 U 

4-Methyl-2-Pentanone ug/L 1.0 UJ 1.0 U 1.0 U 

Naphthalene ug/L 2.0 UJ 2.0 UJ 2.0 UJ 

Styrene ug/L 1.0 UJ 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 5.0 UJ 5.0 U 5.0 U 

Tetrachloroethene ug/L 1.0 UJ 1.0 U 1.0 U 

Toluene ug/L 1.0 UJ 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 UJ 1.0 UJ 1.0 UJ 

1,2,4-Trichlorobenzene ug/L 1.0 UJ 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 UJ 1.0 U 1.0 U 
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ASR Number: 5511 RLAB Approved Sample Analysis Results 11/07/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 62-FB 63-FB 64-FB 

Trichloroethene ug/L 1.0 UJ 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 UJ 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 UJ 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 UJ 1.0 U 1.0 U 

m and/or p-Xylene ug/L 1.0 UJ 1.0 U 1.0 U 

o-Xylene ug/L 1.0 UJ 1.0 U 1.0 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5511 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 11/03/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5512 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5512 Summary of Project Information 11/03/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z02 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Purpose: Site Characterization GPRA PRC: 303DD2 

Semi-annual monitoring well sampling - OU #02. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample umhos/cm = Micromhos per Centimeter 
FB = Field Blank SU = Standard Units (pH) 
FD = Field Duplicate ug/L = Micrograms per Liter 

Deg C = Degrees Celsius 
NTU = Nephelometric Turbidity Units 

mg/L = Milligrams per Liter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
UJ = The analyte was not detected at or above the reporting limit. The reporting

limit is an estimate. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
U = The analyte was not detected at or above the reporting limit. 
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ASR Number: 5512 Sample Information Summary 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-18D 09/27/2011 12:15 09/29/2011 

2 - __ Water MW-18A 09/27/2011 13:25 09/29/2011 

3 - __ Water MW-18C 09/27/2011 14:50 09/27/2011 14:52 09/29/2011 

4 - __ Water MW-44E 09/27/2011 16:20 09/27/2011 16:22 09/29/2011 

5 - __ Water MW-44D 09/27/2011 18:13 09/27/2011 18:15 09/29/2011 

6 - __ Water MW-43E 09/28/2011 09:05 09/28/2011 09:07 09/29/2011 

7 - __ Water MW-43D 09/28/2011 09:45 09/28/2011 09:47 09/29/2011 

8 - __ Water MW-41 (D2) 09/28/2011 11:00 09/28/2011 11:02 09/29/2011 

9 - __ Water MW-41 (D1) 09/28/2011 12:35 09/28/2011 12:37 09/29/2011 

10 - __ Water MW-105D 09/28/2011 13:45 09/28/2011 13:47 09/29/2011 

10 - FD Water MW-105D/Field Duplicate of 09/28/2011 13:45 09/28/2011 13:47 09/29/2011
sample 10

12 - __ Water MW-105C 09/28/2011 14:35 09/28/2011 14:37 09/30/2011 

13 - __ Water MW-105A 09/28/2011 15:30 09/28/2011 15:32 09/30/2011 

14 - __ Water MW-46 (D2) 09/28/2011 16:35 09/28/2011 16:37 09/30/2011 

15 - __ Water MW-46 (D1) 09/28/2011 17:30 09/28/2011 17:32 09/30/2011 

16 - __ Water MW-42E 09/29/2011 09:40 09/29/2011 09/30/2011 

17 - __ Water MW-42D 09/29/2011 10:30 09/30/2011 

17 - FD Water MW-42D/Field Duplicate of 09/29/2011 10:30 09/30/2011
sample 17

19 - __ Water MW-106A 09/29/2011 11:50 09/30/2011 

20 - __ Water MW-106C 09/29/2011 12:50 09/30/2011 

21 - __ Water MW-106D 09/29/2011 13:55 09/30/2011 

22 - __ Water Pump Rinsate Blank sample 09/29/2011 14:15 09/30/2011 

23 - __ Water MW-45D 09/29/2011 15:45 09/30/2011 

24 - __ Water MW-45C 09/29/2011 17:05 10/03/2011 

24 - FD Water MW-45C/Field Duplicate of sample 09/29/2011 17:05 10/03/2011
24 

26 - __ Water MW-12D 09/30/2011 08:50 10/03/2011 

27 - __ Water MW-12A 09/30/2011 09:45 10/03/2011 

28 - __ Water MW-12C 09/30/2011 10:40 10/03/2011 

28 - FD Water MW-12C/Field Duplicate of sample 09/30/2011 10:40 10/03/2011
28 

30 - __ Water MW-16A 09/30/2011 12:25 10/03/2011 

31 - __ Water MW-16C 09/30/2011 13:20 10/03/2011 

32 - __ Water MW-17A 09/30/2011 15:10 10/03/2011 

33 - __ Water MW-17C 09/30/2011 16:10 10/03/2011 

34 - __ Water MW-17D 09/30/2011 17:05 10/03/2011 

35 - __ Water MW-104A 10/01/2011 08:25 10/03/2011 

36 - __ Water MW-104C 10/01/2011 09:30 10/03/2011 

37 - __ Water MW-104D 10/01/2011 10:50 10/03/2011 

38 - __ Water MW-14A 10/01/2011 11:55 10/03/2011 

39 - __ Water MW-10B 10/01/2011 13:30 10/03/2011 

40 - __ Water MW-10A 10/01/2011 14:45 10/03/2011 

41 - __ Water MW-10A 10/01/2011 16:05 10/03/2011 

45 - FB Water LDL VOA Trip Blank sample 09/21/2011 11:27 09/28/2011 08:50 09/29/2011
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ASR Number: 5512 Sample Information Summary 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

46 - FB Water LDL VOA Trip Blank sample 09/21/2011 11:23 09/29/2011 09:00 09/30/2011 

47 - FB Water LDL VOA Trip Blank sample 09/21/2011 11:25 09/30/2011 08:15 10/03/2011
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ASR Number: 5512 RLAB Approved Analysis Comments 11/03/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 10-FD 
15-__ 16-__ 17-__ 17-FD 
23-__ 24-__ 24-FD 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 38-__ 39-__ 40-__ 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 10-FD 
15-__ 16-__ 17-__ 17-FD 
23-__ 24-__ 24-FD 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 38-__ 39-__ 40-__ 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 10-FD 
15-__ 16-__ 17-__ 17-FD 
23-__ 24-__ 24-FD 26-__ 
30-__ 31-__ 32-__ 33-__ 
37-__ 38-__ 39-__ 40-__ 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 
41-__ 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 
41-__ 

5-__ 
12-__ 
19-__ 
27-__ 
34-__ 
41-__ 

5-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 
13-__ 
20-__ 
28-__ 
35-__ 

6-__ 

7-__ 
14-__ 
21-__ 
28-FD 
36-__ 

7-__ 
14-__ 
21-__ 
28-FD 
36-__ 

7-__ 
14-__ 
21-__ 
28-FD 
36-__ 

7-__
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ASR Number: 5512 RLAB Approved Analysis Comments 11/03/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 8-__ 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
15-__ 16-__ 17-__ 17-FD 19-__ 20-__ 21-__ 
23-__ 24-__ 24-FD 26-__ 27-__ 28-__ 28-FD 
30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 38-__ 39-__ 40-__ 41-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
15-__ 16-__ 17-__ 17-FD 19-__ 20-__ 21-__ 
23-__ 24-__ 24-FD 26-__ 27-__ 28-__ 28-FD 
30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 36-__ 
37-__ 38-__ 39-__ 40-__ 41-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Region 7 ESAT Contract Lab (In-House) 

Method: EPA Region 7 RLAB Method 3230.13E 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 10-FD 12-__ 13-__ 14-__ 
15-__ 16-__ 17-__ 17-FD 19-__ 20-__ 21-__ 
22-__ 23-__ 24-__ 24-FD 26-__ 27-__ 28-__ 
28-FD 30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 
36-__ 37-__ 38-__ 39-__ 40-__ 41-__ 45-FB 
46-FB 47-FB

Comments: 
Acetone (26.11%) was high and was UJ-coded in samples 5512-1, 5512-2, 5512-3, 5512
4, 5512-5, 5512-6, 5512-7, 5512-8, 5512-9, 5512-10, 5512-10-FD, 5512-12, 5512-13, 
5512-14, 5512-15, 5512-16, 5512-17, 5512-17-FD, 5512-19, 5512-20, 5512-21, 5512-23, 
5512-24, 5512-24-FD, 5512-26, 5512-27, 5512-28, 5512-28-FD, 5512-30, 5512-31, 
5512-32, 5512-33, 5512-34, 5512-35, 5512-36, 5512-37, 5512-38, 5512-39, 5512-40, 
5512-41, 5512-45-FB, 5512-46-FB, and 5512-47-FB. This analyte was not found in the
samples at or above the reporting limit however, the reporting limit is an estimate (UJ
coded) due to the initial instrument calibration not meeting specifications. The actual 
reporting limit may be higher than the reported value. 

Acetone was J-coded in sample 5512-22. The analyte was positively identified in the
sample however the quantitation is an estimate (J-coded) due to the initial instrument 
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ASR Number: 5512 RLAB Approved Analysis Comments 11/03/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

calibration not meeting specifications. The concentration may be higher than the reported
value. 

The % Difference exceeded the ±20% limits for Acetone (30.1%), 2-Butanone (34.8%),
Cyclohexane (21.8%) and 2-Hexanone (30.7%) were biased low and were UJ-coded in
samples 5512-1, 5512-2, 5512-3, 5512-4, 5512-5, 5512-6, 5512-7, 5512-8, 5512-9,
5512-10, 5512-10-FD, and 5512-45-FB. The analytes were not found in the samples at or
above the reporting limit however, the reporting limit is an estimate (UJ-coded) due to the
continuing calibration check not meeting accuracy specifications. The actual reporting limit
for these analytes may be higher than the reported value. 

Carbon Tetrachloride (-23.8%) was biased high and was J-coded in samples 5512-1, 5512
3, 5512-5, 5512-6, 5512-8, 5512-10, and 5512-10-FD. Although the analytes in question
have been positively identified in the samples, the quantitation is an estimate (J-coded)
due to the continuing calibration check not meeting accuracy specifications. The actual 
concentration may be lower than the reported value. 

The % Difference exceeded the ±20% limits for Cyclohexane (23.9%) was biased low and
was UJ-coded in samples 5512-12, 5512-13, 5512-14, 5512-15, 5512-16, 5512-17, 5512
17-FD, 5512-19, 5512-20, 5512-21, 5512-22, and 5512-46-FB. The analyte was not found
in the samples at or above the reporting limit however, the reporting limit is an estimate
(UJ-coded) due to the continuing calibration check not meeting accuracy specifications.
The actual reporting limit for this analyte may be higher than the reported value. 

Carbon Tetrachloride (-26.6%) was biased high and was J-coded in samples 5512-16,
5512-17, and 5512-17-FD. Although the analytes in question have been positively
identified in the samples, the quantitation is an estimate (J-coded) due to the continuing
calibration check not meeting accuracy specifications. The actual concentration may be
lower than the reported value. 

Sample 5512-16 was analyzed immediately after sample 5512-15 which had a high
concentration of Carbon Tetrachloride. Some carryover may have occurred. 

The % Difference exceeded the ±20% limits for 2-Butanone (24.6%) was biased low and
was UJ-coded in samples 5512-23, 5512-24, 5512-24-FD, 5512-26, 5512-27, 5512-28,
5512-28-FD, 5512-30, 5512-31, 5512-32, 5512-33, 5512-34, 5512-35, 5512-36, 5512-37, 
5512-38, 5512-39, 5512-40, 5512-41, and 5512-47-FB. The analyte was not found in the
samples at or above the reporting limit however, the reporting limit is an estimate (UJ
coded) due to the continuing calibration check not meeting accuracy specifications. The 
actual reporting limit for this analyte may be higher than the reported value. 

Carbon Tetrachloride (-34.1%) was biased high and was J-coded in samples 5512-12,
5512-14, 5512-15, 5512-28, 5512-28-FD, and 5512-34. Although the analytes in question
have been positively identified in the samples, the quantitation is an estimate (J-coded)
due to the continuing calibration check not meeting accuracy specifications. The actual 
concentration may be lower than the reported value. 

Carbon Tetrachloride (124%, 79 - 118%) was high and was J-coded in samples 5512-1,
5512-3, 5512-5, 5512-6, 5512-8, 5512-10, and 5512-10-FD. The analytes were positively 
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ASR Number: 5512 RLAB Approved Analysis Comments 11/03/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

identified in the samples however the quantitation is an estimate (J-coded) due to the high
recovery of the analytes in the laboratory control sample. The concentration may be lower
than the reported value. 

Carbon Tetrachloride (127%, 79 - 118%) was high and was J-coded in samples 5512-16,
5512-17, and 5512-17-FD. The analytes were positively identified in the samples however
the quantitation is an estimate (J-coded) due to the high recovery of the analytes in the
laboratory control sample. The concentration may be lower than the reported value. 

Carbon Tetrachloride (134%, 79 - 118%) was high and was J-coded in samples 5512-12,
5512-14, 5512-15, 5512-28, 5512-28-FD, and 5512-34. The analytes were positively
identified in the samples however the quantitation is an estimate (J-coded) due to the high
recovery of the analytes in the laboratory control sample. The concentration may be lower
than the reported value. 

Acetone and 1,4-Dichlorobenzene were J-coded in sample 5512-22. Although the analytes
in question have been positively identified in the sample, the quantitation is an estimate (J
coded) due to low internal standard response. The actual concentration for these analytes
may be lower than the reported value. 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.515 0.515 0.728 0.348 

1 pH of Water by Field Measurement 
pH SU 6.96 7.25 6.91 7.17 

1 Temperature of Water by Field Measurement 
Temperature Deg C 7.16 17.91 24.21 16.61 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 70.5 2.53 5.82 43.9 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 3.17 430 2.06 43.9 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 21 J 1.0 U 8.1 J 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.418 0.406 0.554 0.355 

1 pH of Water by Field Measurement 
pH SU 6.99 6.87 6.72 6.96 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.98 13.02 13.78 14.29 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.54 6.29 8.53 5.39 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 31.9 22.5 10.7 27.5 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 19 J 1.8 J 1.0 U 1.0 J 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 10-FD 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.693 0.430 0.430 0.659 

1 pH of Water by Field Measurement 
pH SU 6.75 7.05 7.05 6.78 

1 Temperature of Water by Field Measurement 
Temperature Deg C 15.89 23.40 23.46 20.69 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.83 6.18 6.18 7.11 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.7 1.86 1.86 2.06 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 52 J 51 J 200 J 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.2 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 10-FD 12-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.881 0.555 0.589 0.426 

1 pH of Water by Field Measurement 
pH SU 6.87 6.90 6.77 6.94 

1 Temperature of Water by Field Measurement 
Temperature Deg C 17.03 18.52 22.64 15.88 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.56 6.46 6.12 6.30 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 1.28 18.0 592 57.7 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 320 J 770 J 74 J 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.2 2.9 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 13-__ 14-__ 15-__ 16-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 17-FD 19-__ 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.513 0.513 0.831 0.580 

1 pH of Water by Field Measurement 
pH SU 6.88 6.88 6.83 6.60 

1 Temperature of Water by Field Measurement 
Temperature Deg C 15.43 15.43 15.52 16.74 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.50 7.50 8.51 7.48 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 54.6 54.6 1.80 0.50 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 42 J 42 J 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 17-FD 19-__ 20-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 23-__ 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.405 0.580 0.668 

1 pH of Water by Field Measurement 
pH SU 6.99 7.04 7.24 

1 Temperature of Water by Field Measurement 
Temperature Deg C 17.09 18.65 19.17 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.49 8.95 6.59 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.71 9.70 53.1 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.2 J 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 UJ 1.0 UJ 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 14 J 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 23-__ 24-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 24-FD 26-__ 27-__ 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.668 0.423 0.905 0.566 

1 pH of Water by Field Measurement 
pH SU 7.24 6.72 6.80 6.76 

1 Temperature of Water by Field Measurement 
Temperature Deg C 19.17 12.19 13.99 14.99 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.59 7.08 8.12 7.78 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 53.1 38.2 17.5 3.05 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 8.9 J 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 24-FD 26-__ 27-__ 28-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 28-FD 30-__ 31-__ 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.566 0.911 0.767 0.762 

1 pH of Water by Field Measurement 
pH SU 6.76 6.73 6.57 6.78 

1 Temperature of Water by Field Measurement 
Temperature Deg C 14.99 15.53 15.66 12.94 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.78 8.50 6.20 8.59 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 3.05 4.12 1.87 0.45 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 9.0 J 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 28-FD 30-__ 31-__ 32-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Page 24 of 30 



ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.291 0.607 0.780 0.396 

1 pH of Water by Field Measurement 
pH SU 7.04 6.86 6.91 6.89 

1 Temperature of Water by Field Measurement 
Temperature Deg C 13.59 15.12 13.03 15.07 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.91 7.32 8.21 5.40 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 1.09 3.02 0.29 0.86 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 94 J 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 4.4 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 39-__ 40-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.308 0.924 0.788 0.869 

1 pH of Water by Field Measurement 
pH SU 7.09 6.68 6.91 6.91 

1 Temperature of Water by Field Measurement 
Temperature Deg C 16.62 18.51 17.98 16.40 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 3.71 6.34 7.04 8.20 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.46 1.11 0.94 11.2 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 37-__ 38-__ 39-__ 40-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 41-__ 45-FB 46-FB 47-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.554 

1 pH of Water by Field Measurement 
pH SU 6.60 

1 Temperature of Water by Field Measurement 
Temperature Deg C 17.75 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.48 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.59 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 U 5.0 UJ 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 UJ 1.0 UJ 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 UJ 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5512 RLAB Approved Sample Analysis Results 11/03/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 41-__ 45-FB 46-FB 47-FB 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5512 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



 

 

MARCH 2011
 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 04/15/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5282 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5282 Summary of Project Information 04/15/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z01 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - ON-SITE SOILS AND Site ID: A72Z Site OU: 01 
GROUNDWATER GPRA PRC: 302DD2C 

Purpose: Site Characterization 

Quarterly monitoring well sampling - OU #01. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
J = The identification of the analyte is acceptable; the reported value is an

estimate. 
U = The analyte was not detected at or above the reporting limit. 

UJ = The analyte was not detected at or above the reporting limit. The reporting
limit is an estimate. 
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ASR Number: 5282 Sample Information Summary 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-31C 03/23/2011 10:38 03/25/2011 

2 - __ Water MW-31A 03/23/2011 11:31 03/25/2011 

3 - __ Water MW-30E 03/23/2011 13:12 03/25/2011 

4 - __ Water MW-30D 03/23/2011 13:53 03/25/2011 

5 - __ Water MW-30C 03/23/2011 14:48 03/25/2011 

6 - __ Water MW-30A 03/23/2011 15:24 03/25/2011 

7 - FB Water LDL VOA Trip Blank sample 03/23/2011 15:20 03/25/2011 

8 - __ Water MW-19C 03/23/2011 16:34 03/25/2011 

9 - __ Water MW-19A 03/23/2011 17:17 03/25/2011 

10 - __ Water MW-20E 03/24/2011 08:41 03/25/2011 

11 - __ Water MW-20D 03/24/2011 09:12 03/25/2011 

12 - __ Water MW-20C 03/24/2011 10:13 03/25/2011 

12 - FD Water MW-20C/Field Duplicate of sample 03/24/2011 10:13 03/25/2011
12 

14 - __ Water MW-20A 03/24/2011 11:19 03/25/2011 

15 - __ Water MW-7B 03/24/2011 14:09 03/25/2011 

16 - __ Water MW-7A 03/24/2011 15:03 03/25/2011 

17 - __ Water MW-9A 03/24/2011 17:59 03/25/2011 

18 - __ Water MW-8A 03/25/2011 08:48 03/29/2011 

19 - __ Water MW-2A 03/25/2011 10:20 03/29/2011 

20 - __ Water MW-1A 03/25/2011 12:37 03/29/2011 

21 - __ Water MW-5A 03/25/2011 13:56 03/29/2011 

22 - __ Water MW-5B 03/25/2011 15:00 03/29/2011 

22 - FD Water MW-5B/Field Duplicate of sample 03/25/2011 15:00 03/29/2011
22 

24 - __ Water MW-5D 03/25/2011 16:12 03/29/2011 

25 - __ Water MW-13E 03/26/2011 10:45 03/29/2011 

26 - __ Water MW-13C 03/26/2011 12:05 03/29/2011 

26 - FD Water MW-13C/Field Duplicate of sample 03/26/2011 12:05 03/29/2011
26 

28 - __ Water MW-6D 03/26/2011 14:37 03/29/2011 

29 - __ Water MW-6A 03/26/2011 15:48 03/29/2011 

30 - __ Water MW-6E 03/26/2011 16:41 03/29/2011 

31 - __ Water MW-3B 03/27/2011 08:32 03/29/2011 

32 - __ Water MW-3A 03/27/2011 09:26 03/29/2011 

33 - __ Water MW-3E 03/27/2011 10:26 03/29/2011 

34 - __ Water MW-3D 03/27/2011 11:26 03/29/2011 

35 - __ Water Rinsate Blank sample 03/27/2011 12:35 03/29/2011 

36 - __ Water MW-4B 03/27/2011 13:29 03/29/2011 

36 - FD Water MW-4B/Field Duplicate of sample 03/27/2011 13:29 03/29/2011
36 

38 - __ Water MW-4A 03/27/2011 14:42 03/29/2011 

43 - FB Water LDL VOA Trip Blank sample 03/25/2011 09:55 03/29/2011

Page 3 of 26     



ASR Number: 5282 RLAB Approved Analysis Comments 04/15/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
9-__ 10-__ 11-__ 12-__ 
16-__ 17-__ 18-__ 19-__ 
22-FD 24-__ 25-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
38-__ 

1-__ 2-__ 3-__ 4-__ 
9-__ 10-__ 11-__ 12-__ 
16-__ 17-__ 18-__ 19-__ 
22-FD 24-__ 25-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
38-__ 

1-__ 2-__ 3-__ 4-__ 
9-__ 10-__ 11-__ 12-__ 
16-__ 17-__ 18-__ 19-__ 
22-FD 24-__ 25-__ 26-__ 
30-__ 31-__ 32-__ 33-__ 
38-__ 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-FD 
20-__ 
26-FD 
34-__ 

5-__ 
12-FD 
20-__ 
26-FD 
34-__ 

5-__ 
12-FD 
20-__ 
26-FD 
34-__ 

5-__ 

6-__ 
14-__ 
21-__ 
28-__ 
36-__ 

6-__ 
14-__ 
21-__ 
28-__ 
36-__ 

6-__ 
14-__ 
21-__ 
28-__ 
36-__ 

6-__ 

8-__ 
15-__ 
22-__ 
29-__ 
36-FD 

8-__ 
15-__ 
22-__ 
29-__ 
36-FD 

8-__ 
15-__ 
22-__ 
29-__ 
36-FD 

8-__
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ASR Number: 5282 RLAB Approved Analysis Comments 04/15/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 15-__ 
16-__ 17-__ 18-__ 19-__ 20-__ 21-__ 22-__ 
22-FD 24-__ 25-__ 26-__ 26-FD 28-__ 29-__ 
30-__ 31-__ 32-__ 33-__ 34-__ 36-__ 36-FD 
38-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 8-__ 
9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 15-__ 
16-__ 17-__ 18-__ 19-__ 20-__ 21-__ 22-__ 
22-FD 24-__ 25-__ 26-__ 26-FD 28-__ 29-__ 
30-__ 31-__ 32-__ 33-__ 34-__ 36-__ 36-FD 
38-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Contract Lab Program (Out-Source) 

Method: CLP Statement of Work 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-FB 
8-__ 9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 
15-__ 16-__ 17-__ 18-__ 19-__ 20-__ 21-__ 
22-__ 22-FD 24-__ 25-__ 26-__ 26-FD 28-__ 
29-__ 30-__ 31-__ 32-__ 33-__ 34-__ 35-__ 
36-__ 36-FD 38-__ 43-FB

Comments: 
The %D for vinyl chloride (-30.1% vs. ± 30%) was below control limits on the opening CC
of 3/28/11. Vinyl chloride was UJ-coded in samples -2, -3, -4, -5, -7FB, -8, -9, -10, -12, 
12FD, -14, -15, -16 and -17. This analyte was not found in the samples at or above the
reporting limits; however, the reporting limits are an estimate (UJ-coded) due to the
continuing calibration check not meeting accuracy specifications. The actual reporting
limits for this analyte may be higher than the reported values. 

Low recoveries were reported for 2-butanone-d5 (control limits = 49% - 155%) in samples
-1 (30%), -2 (40%), -4 (34%), -11 (33%) and -26 (35%); and for trans-1,3
dichloropropene-d4 (control limits = 73% - 121%) in samples -12 (71%), -12FD (68%)
and -15 (70%).
2-Butanone and acetone were UJ-coded in samples -1, -2, -11 and -26. Acetone was UJ-
coded in sample -4. cis-1,3-Dichloropropene, trans-1,3-dichloropropene and 1,1,2
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ASR Number: 5282 RLAB Approved Analysis Comments 04/15/2011 

Project ID: BZA72Z01 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

trichloroethane were UJ-coded in samples -12, -12FD and -15. These analytes were not
found in the sample at or above the reporting limits; however, the reporting limits are an
estimate (UJ-coded) due to low recovery of the surrogate analyte. The actual reporting
limits for these analytes may be higher than the reported values.
2-Butanone was J-coded in sample -4. Although the analyte in question has been
positively identified in the sample, the quantitation is an estimate (J-coded) due to low
recovery of a surrogate analyte in this sample. The actual concentration for this analyte
may be higher than the reported value. 

Slight chloroform contamination was found in the laboratory method blanks at levels below
the CRQL. Only samples containing these analytes at levels greater than ten times the
contamination level of the method blank are reported without being qualified. Chloroform 
was U-coded in samples -14, -22, -22FD, -26 and -26FD. 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.525 0.717 0.555 0.610 

1 pH of Water by Field Measurement 
pH SU 6.79 6.61 7.53 6.24 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.65 9.92 11.39 11.54 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.50 0.74 18.67 3.40 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 UJ 5.0 UJ 5.0 U 5.0 UJ 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 UJ 5.0 UJ 5.0 U 6.3 J 

Carbon Disulfide ug/L 0.50 U 0.72 0.62 0.93 

Carbon Tetrachloride ug/L 0.50 U 3.3 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 15 1.7 4.2 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.61 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

Methylene Chloride ug/L 0.50 U 0.55 0.50 U 3.2 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 UJ 0.50 UJ 0.50 UJ 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-FB 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.572 0.594 0.621 

1 pH of Water by Field Measurement 
pH SU 7.70 6.94 6.94 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.68 11.00 11.02 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 16.95 6.82 8.13 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 9.9 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.80 5.7 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 520 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 1.1 7.9 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-FB 8-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 UJ 0.50 UJ 0.50 UJ 0.50 UJ 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.845 0.352 0.349 0.346 

1 pH of Water by Field Measurement 
pH SU 7.22 7.05 6.09 6.57 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.51 9.82 9.41 7.81 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.25 10.47 0.45 8.70 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 6.2 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 UJ 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 UJ 5.0 U 

Carbon Disulfide ug/L 0.67 0.50 U 0.58 0.50 U 

Carbon Tetrachloride ug/L 77 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 4.2 0.50 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 UJ 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 UJ 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.69 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 UJ 

Trichloroethene ug/L 6.7 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 UJ 0.50 UJ 0.50 UJ 0.50 UJ 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 12-FD 14-__ 15-__ 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.346 0.470 0.536 0.517 

1 pH of Water by Field Measurement 
pH SU 6.57 7.60 6.79 6.63 

1 Temperature of Water by Field Measurement 
Temperature Deg C 7.81 7.60 11.69 11.66 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.70 0.54 1.78 9.11 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 6.7 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.84 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 1.0 U 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 UJ 0.50 U 0.50 UJ 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 UJ 0.50 U 0.50 UJ 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 2.9 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 12-FD 14-__ 15-__ 16-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 UJ 0.50 U 0.50 UJ 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 UJ 0.50 UJ 0.50 UJ 0.50 UJ 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.574 0.844 0.504 0.547 

1 pH of Water by Field Measurement 
pH SU 6.72 6.80 6.47 6.72 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.25 9.93 9.63 11.16 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.99 8.59 8.39 8.75 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 29.3 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.81 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 19-__ 20-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 UJ 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.601 0.608 0.608 0.385 

1 pH of Water by Field Measurement 
pH SU 6.86 6.82 6.82 6.87 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.50 10.36 10.36 9.79 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 9.69 9.04 9.04 9.73 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 3.9 0.0 0.0 1.8 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 6.6 100 110 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.63 U 0.68 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 21-__ 22-__ 22-FD 24-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 26-FD 28-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.360 0.453 0.453 0.379 

1 pH of Water by Field Measurement 
pH SU 7.14 7.01 7.01 6.86 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.35 9.52 9.52 9.11 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.54 15.26 15.26 8.35 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 4.5 0.0 0.0 3.8 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 UJ 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 UJ 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 240 220 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 1.6 U 1.7 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 25-__ 26-__ 26-FD 28-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.601 0.219 0.646 0.603 

1 pH of Water by Field Measurement 
pH SU 6.79 7.15 6.66 6.75 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.54 9.00 9.99 5.47 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.13 9.05 3.64 9.79 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.1 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 8.4 0.50 U 630 1.1 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 2.0 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Page 21 of 26 



ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 29-__ 30-__ 31-__ 32-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.479 0.473 0.624 

1 pH of Water by Field Measurement 
pH SU 7.64 6.83 6.90 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.17 9.92 10.71 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 13.18 8.62 11.79 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 10 5.0 U 5.0 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 0.50 U 0.50 U 0.50 U 1400 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 0.50 U 0.50 U 0.50 U 3.7 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 1.1 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 33-__ 34-__ 35-__ 36-__ 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 36-FD 38-__ 43-FB 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.624 0.609 

1 pH of Water by Field Measurement 
pH SU 6.90 6.96 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.71 9.08 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 11.79 4.51 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 

Benzene ug/L 0.50 U 0.50 U 0.50 U 

Bromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromodichloromethane ug/L 0.50 U 0.50 U 0.50 U 

Bromoform ug/L 0.50 U 0.50 U 0.50 U 

Bromomethane ug/L 0.50 U 0.50 U 0.50 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 0.50 U 0.50 U 0.50 U 

Carbon Tetrachloride ug/L 1400 12 0.50 U 

Chlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Chloroethane ug/L 0.50 U 0.50 U 0.50 U 

Chloroform ug/L 3.7 0.50 U 0.50 U 

Chloromethane ug/L 0.50 U 0.50 U 0.50 U 

Cyclohexane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromo-3-Chloropropane ug/L 0.50 U 0.50 U 0.50 U 

Dibromochloromethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dibromoethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,3-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,4-Dichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

Dichlorodifluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

cis-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,2-Dichloroethene ug/L 0.50 U 0.50 U 0.50 U 

1,2-Dichloropropane ug/L 0.50 U 0.50 U 0.50 U 

cis-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

trans-1,3-Dichloropropene ug/L 0.50 U 0.50 U 0.50 U 

Ethyl Benzene ug/L 0.50 U 0.50 U 0.50 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 0.50 U 0.50 U 0.50 U 

Methyl Acetate ug/L 0.50 U 0.50 U 0.50 U 

Methyl tert-butyl ether ug/L 0.50 U 0.50 U 0.50 U 

Methylcyclohexane ug/L 0.50 U 0.50 U 0.50 U 
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ASR Number: 5282 RLAB Approved Sample Analysis Results 04/15/2011 

Project ID: BZA72Z01 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 36-FD 38-__ 43-FB 

Methylene Chloride ug/L 0.50 U 0.50 U 0.50 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 

Styrene ug/L 0.50 U 0.50 U 0.50 U 

1,1,2,2-Tetrachloroethane ug/L 0.50 U 0.50 U 0.50 U 

Tetrachloroethene ug/L 0.50 U 0.50 U 0.50 U 

Toluene ug/L 0.50 U 0.50 U 0.50 U 

1,2,3-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,2,4-Trichlorobenzene ug/L 0.50 U 0.50 U 0.50 U 

1,1,1-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichloroethane ug/L 0.50 U 0.50 U 0.50 U 

Trichloroethene ug/L 0.50 U 0.50 U 0.50 U 

Trichlorofluoromethane ug/L 0.50 U 0.50 U 0.50 U 

1,1,2-Trichlorotrifluoroethane ug/L 0.50 U 0.50 U 0.50 U 

Vinyl Chloride ug/L 0.50 U 0.50 U 0.50 U 

m and/or p-Xylene ug/L 0.50 U 0.50 U 0.50 U 

o-Xylene ug/L 0.50 U 0.50 U 0.50 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5282 

Project ID: BZA72Z01 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 



United States Environmental Protection Agency

Region 7


901 N. 5th Street
 
Kansas City, KS 66101
 

Date:	 04/25/2011 

Subject: Transmittal of Sample Analysis Results for ASR #: 5281 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From:	 Michael F. Davis, Chief
 
Chemical Analysis and Response Branch, Environmental Services Division 


To:	 Brian Zurbuchen
 
SUPR/IANE
 

Enclosed are the analytical data for the above-referenced Analytical Services Request (ASR) and
Project. The Regional Laboratory has reviewed and verified the results in accordance with procedures
described in our Quality Manual (QM). In addition to all of the analytical results, this transmittal
contains pertinent information that may have influenced the reported results and documents any
deviations from the established requirements of the QM. 

Please contact us within 14 days of receipt of this package if you determine there is a need for any
changes. Please complete the enclosed Customer Satisfaction Survey and Data Disposition/Sample
Release memo for this ASR as soon as possible. The process of disposing of the samples for this ASR
will be initiated 30 days from the date of this transmittal unless an alternate release date is specified
on the Data Disposition/Sample Release memo. 

If you have any questions or concerns relating to this data package, contact our customer service line
at 913-551-5295. 

Enclosures 

cc: Analytical Data File. 
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ASR Number: 5281 Summary of Project Information 04/25/2011 

Project Manager: Brian Zurbuchen Org: SUPR/IANE Phone: 913-551-7101 

Project ID: BZA72Z02 QAPP Number: SDMS 40322811 

Project Desc: Garvey Elevator - RI/FS sampling 

Location: Hastings State: Nebraska Program: Superfund 

Site Name: GARVEY ELEVATOR - OFF-SITE GROUNDWATER Site ID: A72Z Site OU: 02 

Purpose: Site Characterization GPRA PRC: 302DD2C 

Quarterly monitoring well sampling - OU #02. 

Explanation of Codes, Units and Qualifiers used on this report 

Sample QC Codes: QC Codes identify the type of Units: Specific units in which results are
sample for quality control purpose. reported. 

__ = Field Sample Deg C = Degrees Celsius 
FB = Field Blank NTU = Nephelometric Turbidity Units 
FD = Field Duplicate SU = Standard Units (pH) 

mg/L = Milligrams per Liter 
ug/L = Micrograms per Liter 

umhos/cm = Micromhos per Centimeter 

Data Qualifiers: Specific codes used in conjunction with data values to provide additional information
on the quality of reported results, or used to explain the absence of a specific value. 

(Blank)= Values have been reviewed and found acceptable for use. 
U = The analyte was not detected at or above the reporting limit. 

UJ = The analyte was not detected at or above the reporting limit. The reporting
limit is an estimate. 
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ASR Number: 5281 Sample Information Summary 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

1 - __ Water MW-17C 03/23/2011 10:35 03/25/2011 

2 - __ Water MW-17D 03/23/2011 11:25 03/25/2011 

3 - __ Water MW-17A 03/23/2011 12:10 03/25/2011 

4 - __ Water MW-46D2 03/23/2011 13:41 03/25/2011 

5 - __ Water MW-46D1 03/23/2011 14:40 03/25/2011 

6 - __ Water MW-41D2 03/23/2011 15:57 03/25/2011 

7 - __ Water MW-41D1 03/23/2011 17:35 03/25/2011 

8 - __ Water MW-104D 03/24/2011 08:50 03/25/2011 

9 - __ Water MW-104C 03/24/2011 09:25 03/25/2011 

10 - __ Water MW-104A 03/24/2011 10:00 03/25/2011 

11 - __ Water MW-16A 03/24/2011 11:35 03/25/2011 

12 - __ Water MW-16C 03/24/2011 12:25 03/25/2011 

12 - FD Water MW-16C/Field Duplicate of sample 03/24/2011 12:25 03/25/2011
12 

14 - __ Water MW-18D 03/24/2011 13:45 03/25/2011 

15 - __ Water MW-18A 03/24/2011 14:55 03/25/2011 

16 - __ Water MW-18C 03/24/2011 16:52 03/25/2011 

17 - __ Water MW-44D 03/25/2011 11:35 03/29/2011 

18 - __ Water MW-44E 03/25/2011 10:55 03/29/2011 

20 - __ Water MW-44D 03/25/2011 14:25 03/29/2011 

21 - __ Water MW-43E 03/25/2011 15:30 03/29/2011 

22 - __ Water MW-11A 03/25/2011 16:45 03/29/2011 

24 - __ Water MW-106A 03/26/2011 11:00 03/29/2011 

25 - __ Water MW-106C 03/26/2011 11:50 03/29/2011 

26 - __ Water MW-106D 03/26/2011 12:35 03/29/2011 

27 - __ Water MW-42D 03/26/2011 14:25 03/29/2011 

28 - __ Water MW-42E 03/26/2011 15:05 03/29/2011 

28 - FD Water MW-42E/Field Duplicate of sample 03/26/2011 15:05 03/29/2011
28 

30 - __ Water MW-14A 03/26/2011 16:25 03/29/2011 

31 - __ Water MW-105D 03/27/2011 10:40 03/29/2011 

31 - FD Water MW-105D/Field Duplicate of 03/27/2011 10:40 03/29/2011
sample 31

33 - __ Water MW-105A 03/27/2011 09:50 03/29/2011 

34 - __ Water MW-105C 03/27/2011 11:25 03/29/2011 

35 - __ Water MW-10B 03/27/2011 15:45 03/29/2011 

36 - __ Water MW-10A 03/27/2011 16:48 03/29/2011 

37 - __ Water MW-12C 03/27/2011 12:55 03/29/2011 

38 - __ Water MW-12A 03/27/2011 13:50 03/29/2011 

39 - __ Water MW-12D 03/27/2011 14:35 03/29/2011 

40 - __ Water MW-45C 03/27/2011 15:50 03/29/2011 

40 - FD Water MW-45C/Field Duplicate of sample 03/27/2011 15:50 03/29/2011
40 

42 - __ Water MW-45D 03/27/2011 16:30 03/29/2011 

43 - __ Water Rinsate Blank sample 03/27/2011 16:15 03/29/2011 

44 - __ Water Rolls Old Well 03/28/2011 09:25 03/29/2011
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ASR Number: 5281 Sample Information Summary 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Sample QC External Start Start End End  Receipt
No Code Matrix Location Description Sample No Date Time Date Time Date 

45 - __ Water Rolls New Well 03/28/2011 09:30 03/29/2011 

48 - FB Water LDL VOA Trip Blank sample 03/23/2011 11:45 03/25/2011 

49 - FB Water LDL VOA Trip Blank sample 03/25/2011 11:30 03/29/2011 

50 - FB Water LDL VOA Trip Blank sample 03/28/2011 08:45 03/29/2011
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ASR Number: 5281 RLAB Approved Analysis Comments 04/25/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

1 

1 

1 

1 

Conductivity by Field Measurement 

pH of Water by Field Measurement 

Temperature of Water by Field Measurement 

Total Dissolved Oxygen in Water by Field Measurement 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

(Field Measurement) 

Lab: 

Lab: 

Lab: 

Lab: 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Measurement of field parameter 

Method: 

Method: 

Method: 

Method: 

(N/A) 

(N/A) 

(N/A) 

Comments: 

Comments: 

Comments: 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 17-__ 18-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 31-FD 33-__ 34-__ 
38-__ 39-__ 40-__ 40-FD 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 17-__ 18-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 31-FD 33-__ 34-__ 
39-__ 40-__ 40-FD 42-__ 

1-__ 2-__ 3-__ 4-__ 
8-__ 9-__ 10-__ 11-__ 
15-__ 16-__ 17-__ 18-__ 
24-__ 25-__ 26-__ 27-__ 
31-__ 31-FD 33-__ 34-__ 
38-__ 39-__ 40-__ 40-FD 

1-__ 2-__ 3-__ 4-__ 

Samples:

 Samples:

 Samples:

 Samples: 

5-__ 
12-__ 
20-__ 
28-__ 
35-__ 
42-__ 

5-__ 
12-__ 
20-__ 
28-__ 
35-__ 

5-__ 
12-__ 
20-__ 
28-__ 
35-__ 
42-__ 

5-__ 

6-__ 
12-FD 
21-__ 
28-FD 
36-__ 

6-__ 
12-FD 
21-__ 
28-FD 
36-__ 

6-__ 
12-FD 
21-__ 
28-FD 
36-__ 

6-__ 

7-__ 
14-__ 
22-__ 
30-__ 
37-__ 

7-__ 
14-__ 
22-__ 
30-__ 
38-__ 

7-__ 
14-__ 
22-__ 
30-__ 
37-__ 

7-__
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ASR Number: 5281 RLAB Approved Analysis Comments 04/25/2011 

Project ID: BZA72Z02 Project Desc Garvey Elevator - RI/FS sampling 

Analysis Comments About Results For This Analysis 

Samples: 8-__ 9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 
15-__ 16-__ 17-__ 18-__ 20-__ 21-__ 22-__ 
24-__ 25-__ 26-__ 27-__ 28-__ 28-FD 30-__ 
31-__ 31-FD 33-__ 34-__ 35-__ 36-__ 37-__ 
38-__ 39-__ 40-__ 40-FD 42-__ 

Comments: 
(N/A) 

1 Turbidity of Water by Field Measurement 

Lab: (Field Measurement) 

Method: Measurement of field parameter 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 
15-__ 16-__ 17-__ 18-__ 20-__ 21-__ 22-__ 
24-__ 25-__ 26-__ 27-__ 28-__ 28-FD 30-__ 
31-__ 31-FD 33-__ 34-__ 35-__ 36-__ 37-__ 
38-__ 39-__ 40-__ 40-FD 42-__ 

Comments: 
(N/A) 

1 VOCs in Water by GC/MS for Low Detection Limits 

Lab: Region 7 ESAT Contract Lab (In-House) 

Method: EPA Region 7 RLAB Method 3230.13D 

Samples: 1-__ 2-__ 3-__ 4-__ 5-__ 6-__ 7-__ 
8-__ 9-__ 10-__ 11-__ 12-__ 12-FD 14-__ 
15-__ 16-__ 17-__ 18-__ 20-__ 21-__ 22-__ 
24-__ 25-__ 26-__ 27-__ 28-__ 28-FD 30-__ 
31-__ 31-FD 33-__ 34-__ 35-__ 36-__ 37-__ 
38-__ 39-__ 40-__ 40-FD 42-__ 43-__ 44-__ 
45-__ 48-FB 49-FB 50-FB

Comments: 
Bromoform (+21.78%) and 1,2-Dibromo-3-Chloropropane (+29.31%) were UJ-coded in
samples 1, 2, 3, 4, 5, 6, 7, 8, 9, 10, 11, 12, 12-FD, 14, 15, 16, 17, 18, 20, 21, 22, 24, 25, 
26, 27, 28, 28-FD, 30, 31, 31-FD, 33, 34, 35, 36, 37, 38, 39, 40, 40-FD, 42, 43, 44, 45, 
48-FB, 49-FB, and 50-FB. These analytes were not found in the samples at or above the
reporting limit, however, the reporting limit is an estimate (UJ-coded) due to the initial
instrument calibration curve not meeting linearity specifications. The actual reporting limit
may be higher than the reported value. 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.670 0.296 0.687 0.515 

1 pH of Water by Field Measurement 
pH SU 6.20 6.49 6.24 6.33 

1 Temperature of Water by Field Measurement 
Temperature Deg C 11.28 11.72 12.59 11.16 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 8.53 4.24 8.16 7.51 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 69 1.0 U 1.0 U 170 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.1 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 1-__ 2-__ 3-__ 4-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.603 0.358 0.698 0.352 

1 pH of Water by Field Measurement 
pH SU 6.13 6.35 6.16 5.90 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.93 11.50 10.27 10.11 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.61 5.62 8.18 3.34 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 30.2 12.7 2.8 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 530 2.2 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 3.8 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 5-__ 6-__ 7-__ 8-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.442 0.771 0.967 0.833 

1 pH of Water by Field Measurement 
pH SU 6.13 6.31 6.04 5.97 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.68 9.20 10.71 10.47 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.09 6.74 6.25 6.45 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 24.1 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 9-__ 10-__ 11-__ 12-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 12 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 12-FD 14-__ 15-__ 16-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.833 0.576 0.420 0.753 

1 pH of Water by Field Measurement 
pH SU 5.97 6.16 5.76 6.01 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.47 11.12 12.88 10.73 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.45 5.62 4.54 5.73 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 20.6 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 46 1.0 U 15 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 12-FD 14-__ 15-__ 16-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 20-__ 21-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.412 0.344 0.599 0.435 

1 pH of Water by Field Measurement 
pH SU 6.20 6.34 6.10 6.21 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.99 9.69 8.11 7.58 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.56 4.92 6.48 6.31 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 80.8 7.1 8.2 14.9 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 18 1.0 U 1.0 U 1.4 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 17-__ 18-__ 20-__ 21-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 22-__ 24-__ 25-__ 26-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.677 0.927 0.599 0.402 

1 pH of Water by Field Measurement 
pH SU 5.97 5.95 5.94 6.20 

1 Temperature of Water by Field Measurement 
Temperature Deg C 9.60 10.65 7.42 8.41 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 4.70 8.03 7.15 5.50 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 22-__ 24-__ 25-__ 26-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 27-__ 28-__ 28-FD 30-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.533 0.451 0.451 0.857 

1 pH of Water by Field Measurement 
pH SU 8.19 6.19 6.19 5.97 

1 Temperature of Water by Field Measurement 
Temperature Deg C 6.14 8.50 8.50 4.98 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 7.08 5.92 5.92 6.84 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 29 58 69 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 27-__ 28-__ 28-FD 30-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 31-__ 31-FD 33-__ 34-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.450 0.450 0.889 0.699 

1 pH of Water by Field Measurement 
pH SU 6.30 6.30 6.22 6.19 

1 Temperature of Water by Field Measurement 
Temperature Deg C 6.88 6.88 8.02 7.80 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 5.93 5.93 8.10 7.64 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 0.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 49 42 1.0 U 190 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.8 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 31-__ 31-FD 33-__ 34-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Page 22 of 30 



ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 35-__ 36-__ 37-__ 38-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.586 0.625 0.650 0.987 

1 pH of Water by Field Measurement 
pH SU 6.93 6.95 6.18 

1 Temperature of Water by Field Measurement 
Temperature Deg C 10.55 9.95 7.22 8.09 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 9.32 8.65 7.55 7.80 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 0.0 5.0 0.0 0.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 18 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 35-__ 36-__ 37-__ 38-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 39-__ 40-__ 40-FD 42-__ 

1 Conductivity by Field Measurement 
Conductivity umhos/cm 0.494 0.708 0.708 0.600 

1 pH of Water by Field Measurement 
pH SU 6.20 6.30 6.30 6.29 

1 Temperature of Water by Field Measurement 
Temperature Deg C 8.12 7.60 7.60 7.87 

1 Total Dissolved Oxygen in Water by Field Measurement 
Dissolved Oxygen mg/L 6.02 11.50 11.50 8.87 

1 Turbidity of Water by Field Measurement 
Turbidity NTU 7.0 18.0 18.0 1.0 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 39-__ 40-__ 40-FD 42-__ 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Page 26 of 30 



ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 43-__ 44-__ 45-__ 48-FB 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 52 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 43-__ 44-__ 45-__ 48-FB 

Trichloroethene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 49-FB 50-FB 

1 VOCs in Water by GC/MS for Low Detection Limits 
Acetone ug/L 5.0 U 5.0 U 

Benzene ug/L 1.0 U 1.0 U 

Bromodichloromethane ug/L 1.0 U 1.0 U 

Bromoform ug/L 1.0 UJ 1.0 UJ 

Bromomethane ug/L 1.0 U 1.0 U 

2-Butanone ug/L 5.0 U 5.0 U 

Carbon Disulfide ug/L 1.0 U 1.0 U 

Carbon Tetrachloride ug/L 1.0 U 1.0 U 

Chlorobenzene ug/L 1.0 U 1.0 U 

Chloroethane ug/L 1.0 U 1.0 U 

Chloroform ug/L 1.0 U 1.0 U 

Chloromethane ug/L 1.0 U 1.0 U 

Cyclohexane ug/L 1.0 U 1.0 U 

1,2-Dibromo-3-Chloropropane ug/L 5.0 UJ 5.0 UJ 

Dibromochloromethane ug/L 1.0 U 1.0 U 

1,2-Dibromoethane ug/L 1.0 U 1.0 U 

1,2-Dichlorobenzene ug/L 1.0 U 1.0 U 

1,3-Dichlorobenzene ug/L 1.0 U 1.0 U 

1,4-Dichlorobenzene ug/L 1.0 U 1.0 U 

Dichlorodifluoromethane ug/L 1.0 U 1.0 U 

1,1-Dichloroethane ug/L 1.0 U 1.0 U 

1,2-Dichloroethane ug/L 1.0 U 1.0 U 

1,1-Dichloroethene ug/L 1.0 U 1.0 U 

cis-1,2-Dichloroethene ug/L 1.0 U 1.0 U 

trans-1,2-Dichloroethene ug/L 1.0 U 1.0 U 

1,2-Dichloropropane ug/L 1.0 U 1.0 U 

cis-1,3-Dichloropropene ug/L 1.0 U 1.0 U 

trans-1,3-Dichloropropene ug/L 1.0 U 1.0 U 

Ethyl Benzene ug/L 1.0 U 1.0 U 

2-Hexanone ug/L 5.0 U 5.0 U 

Isopropylbenzene ug/L 1.0 U 1.0 U 

Methyl Acetate ug/L 5.0 U 5.0 U 

Methyl tert-butyl ether ug/L 1.0 U 1.0 U 

Methylcyclohexane ug/L 1.0 U 1.0 U 

Methylene Chloride ug/L 1.0 U 1.0 U 

4-Methyl-2-Pentanone ug/L 5.0 U 5.0 U 

Naphthalene ug/L 2.0 U 2.0 U 

Styrene ug/L 1.0 U 1.0 U 

1,1,2,2-Tetrachloroethane ug/L 1.0 U 1.0 U 

Tetrachloroethene ug/L 1.0 U 1.0 U 

Toluene ug/L 1.0 U 1.0 U 

1,2,3-Trichlorobenzene ug/L 1.0 U 1.0 U 

1,2,4-Trichlorobenzene ug/L 1.0 U 1.0 U 

1,1,1-Trichloroethane ug/L 1.0 U 1.0 U 

1,1,2-Trichloroethane ug/L 1.0 U 1.0 U 
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ASR Number: 5281 RLAB Approved Sample Analysis Results 04/25/2011 

Project ID: BZA72Z02 Project Desc: Garvey Elevator - RI/FS sampling 

Analysis/ Analyte Units 49-FB 50-FB 

Trichloroethene ug/L 1.0 U 1.0 U 

Trichlorofluoromethane ug/L 1.0 U 1.0 U 

1,1,2-Trichlorotrifluoroethane ug/L 1.0 U 1.0 U 

Vinyl Chloride ug/L 1.0 U 1.0 U 

m and/or p-Xylene ug/L 2.0 U 2.0 U 

o-Xylene ug/L 1.0 U 1.0 U 
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United States Environmental Protection Agency

Region VII


901 N. 5th Street
 
Kansas City, KS 66101
 

Date: __/__/____ 

Subject: Data Disposition/Sample Release for ASR #: 5281 

Project ID: BZA72Z02 

Project Description: Garvey Elevator - RI/FS sampling 

From: Brian Zurbuchen
 
SUPR/IANE
 

To: Kaye Dollmann

ENSV/CARB
 

I have received and reviewed the Transmittal of Sample Analysis Results for the above-referenced
Analytical Services Request(ASR) and have indicated my findings below by checking one of the
boxes for Data Disposition. 

I understand all samples will be disposed upon receipt of this form, unless samples are requested
to be held. If I do not return this form all samples will be disposed of on ___________________. 

"RELEASED" - Read-only to all Region 7 employees and contractors that have R7LIMS
"Customer" account. All Samples may be disposed of upon receipt of this form if not requested to
be held. 

"Project Manager Accessible" - Available on the LAN in R7LIMS for my use only. All Samples may
be disposed of upon receipt of this form if not requested to be held. 

"Archived" - THIS DATA IS OF A SENSITIVE NATURE. Any future reports must be requested
through the laboratory. All samples may be disposed of upon receipt of the form if not requested
to be held. 

Hold Samples - I have determined that the samples need to be held until ______________, after

which time they will be disposed of in accordance with applicable regulations.

The reason for the hold is:


 Samples are associated with a legal proceeding.

 Question/Concern with data - possible reanalysis requested. 

Other:________________________________________________________________ 
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